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April 7, 2021

Janelle Kite

Kemron Environmental Services, Inc.

1359 A. Ellsworth Drive Industrial Boulevard
Atlanta, GA 30318

Project Location: Deferiet, NY

Client Job Number:

Project Number: 2129

Laboratory Work Order Number: 21C1298

Enclosed are results of analyses for samples received by the laboratory on March 25, 2021. If you have any questions concerning
this report, please feel free to contact me.

Sincerely,

/f%

Kaitlyn A. Feliciano
Project Manager
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Kemron Environmental Services, Inc.

1359 A. Ellsworth Drive Industrial Boulevard

Atlanta, GA 30318 PURCHASE ORDER NUMBER:
ATTN: Janelle Kite

PROJECT NUMBER: 2129

ANALYTICAL SUMMARY

REPORT DATE: 4/7/2021

WORK ORDER NUMBER:

The results of analyses performed on the following samples submitted to CON-TEST, a Pace Analytical Laboratory, are found in this report.

PROJECT LOCATION: Deferiet, NY

FIELD SAMPLE # LAB ID: MATRIX SAMPLE DESCRIPTION TEST

21C1298

SUB LAB

1 21C1298-01 Carbon SW-846 1030

SW-846 6010D
SW-846 7470A
SW-846 7471B
SW-846 8081B
SW-846 8082A
SW-846 8151A
SW-846 8260C-D
SW-846 8270D-E

SW-846 9014

SW-846 9030A
SW-846 9045C
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CASE NARRATIVE SUMMARY

All reported results are within defined laboratory quality control objectives unless listed below or otherwise qualified in this report.

For method 8151 samples were derivatized on 04/05/21

For method 8151 sample analysis bracketed by LCS to monitor esterification. All recoveries in the bracketing LCS met method criteria.

For method 8151 TCLP samples were derivatized on 04/06/21

For method 8151 sample analysis bracketed by LCS to monitor esterification. All recoveries in the bracketing LCS met method criteria.
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SW-846 6010D

Qualifications:

L-01

Laboratory fortified blank/laboratory control sample recovery outside of control limits. Data validation is not affected since all results are "not

detected" for all samples in this batch for this compound and bias is on the high side.
Analyte & Samples(s) Qualified:

Selenium
B279189-BS1, B279189-BSD1

Silver
B279189-BS1, B279189-BSD1

SW-846 8151A

Qualifications:

L-07A

Either laboratory fortified blank/laboratory control sample or duplicate recovery is outside of control limits, but the other is within limits. RPD
outside of control limits. Reduced precision anticipated for any reported result for this compound.

Analyte & Samples(s) Qualified:

Dinoseb

B279322-BSD1

R-05

Laboratory fortified blank duplicate RPD is outside of control limits. Reduced precision is anticipated for any reported value for this
compound.

Analyte & Samples(s) Qualified:

Dinoseb

21C1298-01[1], B279322-BLK 1, B279322-BS1

Dinoseb [2C]
21C1298-01[1], B279322-BLK 1, B279322-BS1, B279322-BSD1

S-02

The surrogate recovery for this sample cannot be accurately quantified due to interference from coeluting organic compounds present in the

sample extract.
Analyte & Samples(s) Qualified:

2,4-Dichlorophenylacetic acid [2C]
21C1298-01[1]

SW-846 8260C-D

Qualifications:

L-02

Laboratory fortified blank/laboratory control sample recovery and duplicate recoveries outside of control limits. Data validation is not
affected since all results are "not detected" for associated samples in this batch and bias is on the high side.

Analyte & Samples(s) Qualified:

Chloromethane

B278857-BS1, B278857-BSD1, S058245-CCV1

Vinyl Chloride
B279178-BS1, B279178-BSD1

V-20

Continuing calibration verification (CCV) did not meet method specifications and was biased on the high side. Data validation is not affected

since sample result was "not detected" for this compound.
Analyte & Samples(s) Qualified:

Chloromethane
B278857-BS1, B278857-BSD1, S058245-CCV1

Dichlorodifluoromethane (Freon 1.
B278857-BS1, B278857-BSD1, S058245-CCV1

Vinyl Chloride
B279178-BS1, B279178-BSD1, S058367-CCV 1

SW-846 8270D-E

Qualifications:
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L-07A

Either laboratory fortified blank/laboratory control sample or duplicate recovery is outside of control limits, but the other is within limits. RPD
outside of control limits. Reduced precision anticipated for any reported result for this compound.

Analyte & Samples(s) Qualified:

Hexachlorobutadiene

B279336-BSD1

Hexachloroethane
B279336-BSD1

R-05

Laboratory fortified blank duplicate RPD is outside of control limits. Reduced precision is anticipated for any reported value for this
compound.

Analyte & Samples(s) Qualified:

Hexachlorobutadiene

21C1298-01[1], B279336-BLK 1, B279336-BS1

Hexachloroethane

21C1298-01[1], B279336-BLK 1, B279336-BS1

V-05
Continuing calibration verification (CCV) did not meet method specifications and was biased on the low side for this compound.

Analyte & Samples(s) Qualified:

Benzidine
21C1298-01[1], B279316-BLK1, B279316-BS1, B279316-BSD1, S058449-CCV 1

V-06
Continuing calibration verification (CCV) did not meet method specifications and was biased on the high side for this compound.

Analyte & Samples(s) Qualified:

Benzoic Acid
21C1298-01RE1[1], B279316-BLK1, B279316-BS1, B279316-BSD1, S058449-CCV1

V-34

Initial calibration verification (ICV) did not meet method specifications and was biased on the low side for this compound. Reported result is
estimated.

Analyte & Samples(s) Qualified:

4-Chloroaniline

21C1298-01[1], B279316-BLK 1, B279316-BS1, B279316-BSD1, S057419-ICV1, S058449-CCV1

V-35
Initial calibration verification (ICV) did not meet method specifications and was biased on the high side for this compound. Reported result is
estimated.
Analyte & Samples(s) Qualified:

Benzidine
21C1298-01[1], B279316-BLK1, B279316-BS1, B279316-BSD1, S057419-ICV1, S058449-CCV1

SW-846 9045C

Qualifications:

H-09
Sample received by laboratory with insufficient time remaining to perform analysis within the recommended holding time.

Analyte & Samples(s) Qualified:

pH
21C1298-01[1], B278850-DUP1
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The results of analyses reported only relate to samples submitted to Con-Test, a Pace Analytical Laboratory, for testing.
I certify that the analyses listed above, unless specifically listed as subcontracted, if any, were performed under my direction according to the approved methodologies listed
in this document, and that based upon my inquiry of those individuals immediately responsible for obtaining the information, the material contained in this report is, to the

best of my knowledge and belief, accurate and complete.

Lisa A. Worthington

Technical Representative
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Project Location: Deferiet, NY Sample Description: Work Order: 21C1298
Date Received: 3/25/2021
Field Sample #: 1 Sampled: 3/24/2021 10:30
Samble ID: 21C1298-01
Sample Matrix: Carbon
Volatile Organic Compounds by GC/MS
Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Acetone 0.81 2.7 0.13 mg/Kg 1 J SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Acrylonitrile ND 0.27 0.037 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
tert-Amyl Methyl Ether (TAME) ND 0.027 0.0081 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
Benzene 0.58 0.054 0.0070 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Bromobenzene ND 0.054 0.0070 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
Bromochloromethane ND 0.054 0.019 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Bromodichloromethane ND 0.054 0.0075 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Bromoform ND 0.054 0.016 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Bromomethane ND 0.11 0.058 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
2-Butanone (MEK) 0.25 1.1 0.10 mg/Kg 1 I SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
tert-Butyl Alcohol (TBA) ND 1.1 0.29 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
n-Butylbenzene ND 0.054 0.0075 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
sec-Butylbenzene ND 0.054 0.0054 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
tert-Butylbenzene ND 0.054 0.0048 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
tert-Butyl Ethyl Ether (TBEE) ND 0.027 0.0059 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Carbon Disulfide ND 0.27 0.082 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Carbon Tetrachloride ND 0.054 0.0091 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02 ~ MFF
Chlorobenzene 0.037 0.054 0.0043 mg/Kg 1 J SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Chlorodibromomethane ND 0.027 0.0086 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Chloroethane ND 0.11 0.020 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Chloroform ND 0.11 0.010 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02 ~ MFF
Chloromethane ND 0.11 0.020 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02 ~ MFF
2-Chlorotoluene ND 0.054 0.0048 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
4-Chlorotoluene ND 0.054 0.0054 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,2-Dibromo-3-chloropropane (DBCP) ND 0.27 0.039 mg/Kg 1 SW-846 8260C-D 3/26/21  3/26/2115:02  MFF
1,2-Dibromoethane (EDB) ND 0.027  0.0081 mg/Kg 1 SW-846 8260C-D 3/26/21  3/26/2115:02  MFF
Dibromomethane ND 0.054 0.016 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
1,2-Dichlorobenzene ND 0.054 0.0054 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,3-Dichlorobenzene ND 0.054 0.0048 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
1,4-Dichlorobenzene ND 0.054 0.0059 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
trans-1,4-Dichloro-2-butene ND 0.11 0.097 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Dichlorodifluoromethane (Freon 12) ND 0.11 0.011 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,1-Dichloroethane ND 0.054 0.0086 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,2-Dichloroethane ND 0.054 0.017 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,1-Dichloroethylene ND 0.054 0.0086 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
cis-1,2-Dichloroethylene ND 0.054 0.0081 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
trans-1,2-Dichloroethylene ND 0.054 0.0091 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,2-Dichloropropane ND 0.054 0.0097 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,3-Dichloropropane ND 0.027 0.0065 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
2,2-Dichloropropane ND 0.054 0.017 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,1-Dichloropropene ND 0.11 0.014 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
cis-1,3-Dichloropropene ND 0.027 0.0065 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02 MFF
trans-1,3-Dichloropropene ND 0.027 0.0081 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02 ~ MFF
Diethyl Ether ND 0.11 0.012 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
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Project Location: Deferiet, NY Sample Description: Work Order: 21C1298
Date Received: 3/25/2021
Field Sample #: 1 Sampled: 3/24/2021 10:30
Sample ID: 21C1298-01

Sample Matrix: Carbon

Volatile Organic Compounds by GC/MS

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst

Diisopropyl Ether (DIPE) ND 0.027 0.0081 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
1,4-Dioxane ND 2.7 1.2 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Ethylbenzene 0.0070 0.054 0.0048 mg/Kg 1 J SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Hexachlorobutadiene ND 0.054 0.022 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02 ~ MFF
2-Hexanone (MBK) ND 0.54 0.075 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
Isopropylbenzene (Cumene) ND 0.054 0.0054 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
p-Isopropyltoluene (p-Cymene) ND 0.054 0.0048 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Methyl Acetate 2.8 0.54 0.021 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Methyl tert-Butyl Ether (MTBE) ND 0.054 0.0091 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Methyl Cyclohexane 0.27 0.054 0.018 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Methylene Chloride 3.6 0.27 0.016 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
4-Methyl-2-pentanone (MIBK) ND 0.54 0.087 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Naphthalene 0.021 0.11 0.0081 mg/Kg 1 J SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
n-Propylbenzene 0.0086 0.054 0.0043 mg/Kg 1 J SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Styrene ND 0.054 0.0043 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,1,1,2-Tetrachloroethane ND 0.054 0.0075 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,1,2,2-Tetrachloroethane ND 0.027 0.0048 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Tetrachloroethylene ND 0.054 0.011 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Tetrahydrofuran ND 0.54 0.031 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Toluene 0.28 0.054 0.0059 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
1,2,3-Trichlorobenzene ND 0.27 0.0075 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,2,4-Trichlorobenzene ND 0.054 0.0086 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
1,3,5-Trichlorobenzene ND 0.054 0.0097 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
1,1,1-Trichloroethane ND 0.054 0.0091 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/2115:02  MFF
1,1,2-Trichloroethane ND 0.054 0.0081 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Trichloroethylene ND 0.054 0.0097 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Trichlorofluoromethane (Freon 11) ND 0.11 0.010 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02 ~ MFF
1,2,3-Trichloropropane ND 0.11 0.017 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,1,2-Trichloro-1,2,2-trifluoroethane ND 0.054 0.013 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
(Freon 113)

1,2,4-Trimethylbenzene 0.024 0.054 0.0054 mg/Kg 1 J SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
1,3,5-Trimethylbenzene 0.018 0.054 0.0054 mg/Kg 1 J SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
Vinyl Chloride ND 0.11 0.011 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
m+p Xylene 0.11 0.11 0.0097 mg/Kg 1 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF
o-Xylene 0.047 0.054 0.0048 mg/Kg 1 7 SW-846 8260C-D 3/26/21 3/26/21 15:02  MFF

Surrogates % Recovery Recovery Limits Flag/Qual

1,2-Dichloroethane-d4 114 70-130 3/26/21 15:02
Toluene-d8 105 70-130 3/26/21 15:02
4-Bromofluorobenzene 103 70-130 3/26/21 15:02
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Project Location: Deferiet, NY Sample Description: Work Order: 21C1298
Date Received: 3/25/2021
Field Sample #: 1 Sampled: 3/24/2021 10:30
Sample ID: 21C1298-01

Sample Matrix: Carbon

Semivolatile Organic Compounds by GC/MS

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Acenaphthene ND 0.83 0.090 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Acenaphthylene ND 0.83 0.11 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Acetophenone 0.31 1.7 0.13 mg/Kg 1 J SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Aniline ND 1.7 0.080 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Anthracene ND 0.83 0.090 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Benzidine ND 33 0.18 mg/Kg 1 V-05, V-35 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Benzo(a)anthracene ND 0.83 0.11 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Benzo(a)pyrene ND 0.83 0.11 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Benzo(b)fluoranthene 0.33 0.83 0.11 mg/Kg 1 I SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Benzo(g,h,i)perylene ND 0.83 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Benzo(k)fluoranthene ND 0.83 0.11 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Benzoic Acid 23 10 1.2 mg/Kg 2 V-06 SW-846 8270D-E 4/2/21 4/5/21 10:27 BGL
Bis(2-chloroethoxy)methane ND 1.7 0.14 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Bis(2-chloroethyl)ether ND 1.7 0.17 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Bis(2-chloroisopropyl)ether ND 1.7 0.23 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Bis(2-Ethylhexyl)phthalate 0.30 1.7 0.10 mg/Kg 1 J SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
4-Bromophenylphenylether ND 1.7 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Butylbenzylphthalate ND 1.7 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Carbazole ND 0.83 0.090 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
4-Chloroaniline ND 33 0.14 mg/Kg 1 V-34 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
4-Chloro-3-methylphenol ND 33 0.14 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2-Chloronaphthalene ND 1.7 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2-Chlorophenol ND 1.4 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
4-Chlorophenylphenylether ND 1.7 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Chrysene 0.76 0.83 0.11 mg/Kg 1 J SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Dibenz(a,h)anthracene ND 0.83 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Dibenzofuran ND 1.7 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Di-n-butylphthalate ND 1.7 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
1,2-Dichlorobenzene ND 1.7 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
1,3-Dichlorobenzene ND 1.7 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
1,4-Dichlorobenzene ND 1.7 0.090 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
3,3-Dichlorobenzidine ND 0.83 0.13 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2,4-Dichlorophenol ND 1.7 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Diethylphthalate ND 1.7 0.14 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2,4-Dimethylphenol ND 1.7 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Dimethylphthalate ND 1.7 0.13 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
4,6-Dinitro-2-methylphenol ND 1.7 0.30 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2,4-Dinitrophenol ND 33 0.46 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2,4-Dinitrotoluene ND 1.7 0.16 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2,6-Dinitrotoluene ND 1.7 0.16 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Di-n-octylphthalate ND 1.7 0.15 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
1,2-Diphenylhydrazine/Azobenzene ND 1.7 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Fluoranthene 0.42 0.83 0.10 mg/Kg 1 J SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Fluorene ND 0.83 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
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Project Location: Deferiet, NY Sample Description: Work Order: 21C1298
Date Received: 3/25/2021
Field Sample #: 1 Sampled: 3/24/2021 10:30
Sample ID: 21C1298-01

Sample Matrix: Carbon

Semivolatile Organic Compounds by GC/MS

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Hexachlorobenzene ND 1.7 0.090 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Hexachlorobutadiene ND 1.7 0.13 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Hexachlorocyclopentadiene ND 1.7 0.28 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Hexachloroethane ND 1.7 0.11 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Indeno(1,2,3-cd)pyrene ND 0.83 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Isophorone ND 0.34 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
1-Methylnaphthalene 0.33 0.83 0.090 mg/Kg 1 J SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2-Methylnaphthalene 0.48 0.83 0.11 mg/Kg 1 J SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2-Methylphenol ND 1.7 0.13 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
3/4-Methylphenol ND 1.7 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Naphthalene 0.43 0.83 0.11 mg/Kg 1 J SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2-Nitroaniline ND 1.7 0.20 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
3-Nitroaniline ND 1.7 0.14 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
4-Nitroaniline ND 1.7 0.13 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Nitrobenzene ND 1.7 0.14 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2-Nitrophenol ND 1.7 0.14 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
4-Nitrophenol ND 33 0.24 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
N-Nitrosodimethylamine ND 1.7 0.18 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
N-Nitrosodiphenylamine/Diphenylamine ND 1.7 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
N-Nitrosodi-n-propylamine ND 1.7 0.15 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Pentachloronitrobenzene ND 1.7 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Pentachlorophenol ND 1.7 0.23 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Phenanthrene 1.6 0.83 0.090 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Phenol ND 1.7 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Pyrene 0.41 0.83 0.11 mg/Kg 1 J SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Pyridine ND 1.7 0.10 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
1,2,4,5-Tetrachlorobenzene ND 1.7 0.13 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
1,2,4-Trichlorobenzene ND 1.7 0.11 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2.,4,5-Trichlorophenol ND 1.7 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
2,4,6-Trichlorophenol ND 1.7 0.12 mg/Kg 1 SW-846 8270D-E 4/2/21 4/5/21 9:59 BGL
Surrogates % Recovery Recovery Limits Flag/Qual
2-Fluorophenol 76.1 30-130 4/5/21 9:59
2-Fluorophenol 74.1 30-130 4/5/21 10:27
Phenol-d6 86.1 30-130 4/5/21 9:59
Phenol-d6 84.8 30-130 4/5/21 10:27
Nitrobenzene-d5 70.1 30-130 4/5/21 9:59
Nitrobenzene-d5 79.4 30-130 4/5/21 10:27
2-Fluorobiphenyl 80.5 30-130 4/5/21 9:59
2-Fluorobiphenyl 78.5 30-130 4/5/21 10:27
2,4,6-Tribromophenol 80.4 30-130 4/5/21 9:59
2,4,6-Tribromophenol 74.7 30-130 4/5/21 10:27
p-Terphenyl-d14 92.8 30-130 4/5/21 9:59
p-Terphenyl-d14 85.6 30-130 4/5/21 10:27
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Project Location: Deferiet, NY
Date Received: 3/25/2021
Field Sample #: 1

Sample ID: 21C1298-01

Sample Matrix: Carbon

Sample Description:

Sampled: 3/24/2021 10:30

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Work Order: 21C1298

Organochloride Pesticides by GC/ECD

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Alachlor [1] ND 0.019  0.0094 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Aldrin [1] ND 0.0048  0.0025 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
alpha-BHC [1] ND 0.0048  0.0024 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
beta-BHC [1] ND 0.0048  0.0026 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
delta-BHC [1] ND 0.0048  0.0037 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
gamma-BHC (Lindane) [1] ND 0.0019  0.00048 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Chlordane [1] ND 0.019  0.0075 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
4,4-DDD [1] ND 0.0038  0.0027 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
4,4DDE [1] ND 0.0038  0.0027 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
4,4-DDT [1] ND 0.0038  0.0032 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Dieldrin [1] ND 0.0038  0.0028 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Endosulfan 1 [1] ND 0.0048  0.0025 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Endosulfan II [1] ND 0.0077  0.0026 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Endosulfan sulfate [1] ND 0.0077  0.0027 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Endrin [1] ND 0.0077  0.0030 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Endrin aldehyde [1] ND 0.0077  0.0029 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 13:03 TG
Endrin ketone [1] ND 0.0077  0.0037 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Heptachlor [1] ND 0.0048  0.0031 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Heptachlor epoxide [1] ND 0.0048  0.0026 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Hexachlorobenzene [1] ND 0.0058  0.0040 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Methoxychlor [1] ND 0.048  0.014 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Toxaphene [1] ND 0.096  0.039 mg/Kg 1 SW-846 8081B 4/2/21 4/6/21 12:36 TG
Surrogates % Recovery Recovery Limits Flag/Qual

Decachlorobiphenyl [1]
Decachlorobiphenyl [2]
Tetrachloro-m-xylene [1]

Tetrachloro-m-xylene [2]

69.9
86.8
66.9
62.4

30-150
30-150
30-150
30-150

4/6/21 12:36
4/6/21 12:36
4/6/21 12:36
4/6/21 12:36
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Project Location: Deferiet, NY Sample Description: Work Order: 21C1298
Date Received: 3/25/2021
Field Sample #: 1 Sampled: 3/24/2021 10:30
Sample ID: 21C1298-01

Sample Matrix: Carbon

Polychlorinated Biphenyls By GC/ECD

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Aroclor-1016 [1] ND 0.078  0.0093 mg/Kg 4 SW-846 8082A 3/31/21 4/2/21 17:32 TG
Aroclor-1221 [1] ND 0.078 0.010 mg/Kg 4 SW-846 8082A 3/31/21 4/2/21 17:32 TG
Aroclor-1232 [1] ND 0.078 0.0070 mg/Kg 4 SW-846 8082A 3/31/21 4/2/21 17:32 TG
Aroclor-1242 [1] ND 0.078 0.0078 mg/Kg 4 SW-846 8082A 3/31/21 4/2/21 17:32 TG
Aroclor-1248 [1] ND 0.078 0.0093 mg/Kg 4 SW-846 8082A 3/31/21 4/2/21 17:32 TG
Aroclor-1254 [1] 0.029 0.078 0.010 mg/Kg 4 J SW-846 8082A 3/31/21 4/2/21 17:32 TG
Aroclor-1260 [1] ND 0.078 0.011 mg/Kg 4 SW-846 8082A 3/31/21 4/2/21 17:32 TG
Aroclor-1262 [1] ND 0.078 0.0078 mg/Kg 4 SW-846 8082A 3/31/21 4/2/21 17:32 TG
Aroclor-1268 [1] ND 0.078 0.0062 mg/Kg 4 SW-846 8082A 3/31/21 4/2/21 17:32 TG
Surrogates % Recovery Recovery Limits Flag/Qual

Decachlorobiphenyl [1] 84.6 30-150 4/2/21 17:32
Decachlorobiphenyl [2] 84.8 30-150 4/2/21 17:32
Tetrachloro-m-xylene [1] 74.8 30-150 4/2/21 17:32
Tetrachloro-m-xylene [2] 73.2 30-150 4/2/21 17:32
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Project Location: Deferiet, NY Sample Description: Work Order: 21C1298
Date Received: 3/25/2021
Field Sample #: 1 Sampled: 3/24/2021 10:30

Samble ID: 21C1298-01

Sample Matrix: Carbon

Herbicides by GC/ECD
Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
24-D[1] ND 100 8.7 ng/kg 1 SW-846 8151A 4/2/21 4/6/21 19:25 IMB
24-DB [1] 32 100 20 ng/kg 1 J SW-846 8151A 4/2/21 4/6/21 19:25 IMB
2,4,5-TP (Silvex) [1] ND 10 1.1 ng/kg 1 SW-846 8151A 4/2/21 4/6/2119:25  JMB
2,4,5-T[1] ND 10 1.4 ng/kg 1 SW-846 8151A 4/2/21 4/6/21 19:25 IMB
Dalalpon [1] ND 250 15 ng/kg 1 SW-846 8151A 4/2/21 4/6/21 19:25 IMB
Dicamba [1] ND 10 1.4 ng/kg 1 SW-846 8151A 4/2/21 4/6/21 19:25 JMB
Dichloroprop [1] ND 100 19 ng/kg 1 SW-846 8151A 4/2/21 4/6/21 19:25 IMB
Dinoseb [1] ND 50 2.1 ng/kg 1 R-05 SW-846 8151A 4/2/21 4/6/21 19:25 IMB
MCPA [1] ND 10000 1500 ng/kg 1 SW-846 8151A 4/2/21 4/6/21 19:25 JMB
MCPP [2] 4700 10000 1300 ng/kg 1 J SW-846 8151A 4/2/21 4/6/21 19:25 IMB
Surrogates % Recovery Recovery Limits Flag/Qual

2,4-Dichlorophenylacetic acid [1] 104 30-150 4/6/21 19:25
2,4-Dichlorophenylacetic acid [2] 282 * 30-150 S-02 4/6/21 19:25
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Project Location: Deferiet, NY Sample Description: Work Order: 21C1298
Date Received: 3/25/2021
Field Sample #: 1 Sampled: 3/24/2021 10:30
Sample ID: 21C1298-01

Sample Matrix: Carbon

Metals Analyses (Total)

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Aluminum 1700 17 6.1 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Antimony 0.72 1.7 0.68 mg/Kg 1 J SW-846 6010D 4/1/21 4/3/21 20:29 MIH
Arsenic 21 33 1.2 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Barium 44 1.7 0.64 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Beryllium 1.6 0.17 0.064 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Cadmium 0.50 0.33 0.17 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Calcium 1900 17 6.5 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Chromium 13 0.67 0.38 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Cobalt 7.8 1.7 0.62 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Copper 22 0.67 0.32 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Iron 15000 17 6.8 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MJH
Lead 59 0.50 0.24 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MJH
Magnesium 220 17 5.9 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MJH
Manganese 58 0.33 0.13 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MJH
Mercury 0.22 0.025 0.0070 mg/Kg 1 SW-846 7471B 3/26/21 3/29/21 11:42 CcJv
Nickel 18 0.67 0.34 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Potassium 350 170 63 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Selenium 22 33 1.2 mg/Kg 1 J SW-846 6010D 4/1/21 4/3/21 20:29 MIJH
Silver ND 0.33 0.15 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MJH
Sodium 160 170 65 mg/Kg 1 J SW-846 6010D 4/1/21 4/3/21 20:29 MJH
Thallium ND 1.7 0.80 mg/Kg 1 SW-846 6010D 4/1/21 4/4/21 20:35 AJL
Vanadium 12 0.67 0.33 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MJH
Zinc 62 0.67 0.33 mg/Kg 1 SW-846 6010D 4/1/21 4/3/21 20:29 MJH

| Page160f84 |




Table of Contents

con-test’

A Pace Analytical® Laboratory

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
Project Location: Deferiet, NY Sample Description: Work Order: 21C1298
Date Received: 3/25/2021
Field Sample #: 1 Sampled: 3/24/2021 10:30
Sample ID: 21C1298-01

Sample Matrix: Carbon

Conventional Chemistry Parameters by EPA/APHA/SW-846 Methods (Total)

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Ignitability Absent present/absent 1 SW-846 1030 3/28/21 3/28/21 13:45 YR
pH @19.6°C 2.4 pH Units 1 H-09 SW-846 9045C 3/25/21 3/25/21 21:30 CB2
Reactive Cyanide ND 4.0 4.0 mg/Kg 1 SW-846 9014 3/26/21 3/29/21 13:12 YR
Reactive Sulfide ND 20 20 mg/Kg 1 SW-846 9030A 3/26/21 3/29/21 10:19 YR
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Project Location: Deferiet, NY
Date Received: 3/25/2021
Field Sample #: 1

Sample ID: 21C1298-01

Sample Matrix: Carbon

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Sample Description:

Sampled: 3/24/2021 10:30

Work Order: 21C1298

TCLP - Volatile Organic Compounds by GC/MS

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Benzene ND 0.010 0.0013 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
2-Butanone (MEK) ND 0.20 0.019 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
Carbon Tetrachloride ND 0.010 0.0017 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
Chlorobenzene ND 0.010  0.00080 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
Chloroform ND 0.010 0.0019 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
1,4-Dichlorobenzene ND 0.010 0.0011 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
1,2-Dichloroethane ND 0.010 0.0032 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
1,1-Dichloroethylene ND 0.010 0.0016 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
Tetrachloroethylene ND 0.010 0.0020 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
Trichloroethylene ND 0.010 0.0018 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
Vinyl Chloride ND 0.020 0.0020 mg/L 1 SW-846 8260C-D 3/31/21 4/1/21 4:47 EEH
Surrogates % Recovery Recovery Limits Flag/Qual

1,2-Dichloroethane-d4 103 70-130 4/1/21 4:47
Toluene-d8 99.6 70-130 4/1/21 4:47
4-Bromofluorobenzene 98.1 70-130 4/121 4:47

| Page180of84 |




®

con-test

A Pace Analytical® Laboratory

Table of Contents

Project Location: Deferiet, NY
Date Received: 3/25/2021
Field Sample #: 1

Sample ID: 21C1298-01

Sample Matrix: Carbon

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Sample Description:

Sampled: 3/24/2021 10:30

Work Order: 21C1298

TCLP - Semivolatile Organic Compounds by GC/MS

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
2,4-Dinitrotoluene ND 0.050 0.0016 mg/L 1 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
Hexachlorobenzene ND 0.050 0.0022 mg/L 1 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
Hexachlorobutadiene ND 0.050 0.0030 mg/L 1 R-05 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
Hexachloroethane ND 0.050 0.0026 mg/L 1 R-05 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
2-Methylphenol ND 0.050 0.0023 mg/L 1 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
3/4-Methylphenol ND 0.050 0.0010 mg/L 1 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
Nitrobenzene ND 0.050 0.0020 mg/L 1 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
Pentachlorophenol ND 0.050 0.0017 mg/L 1 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
Pyridine ND 0.025 0.014 mg/L 1 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
2.,4,5-Trichlorophenol ND 0.050 0.0024 mg/L 1 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
2.4,6-Trichlorophenol ND 0.050 0.0017 mg/L 1 SW-846 8270D-E 4/2/21 4/5/21 9:42 BGL
Surrogates % Recovery Recovery Limits Flag/Qual
2-Fluorophenol 62.0 15-110 4/5/21 9:42
Phenol-d6 63.1 15-110 4/5121 9:42
Nitrobenzene-d5 70.7 30-130 4/5/21 9:42
2-Fluorobiphenyl 69.8 30-130 4/5/21 9:42
2,4,6-Tribromophenol 73.5 15-110 4/5/21 9:42
p-Terphenyl-d14 81.4 30-130 4/5121 9:42
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Project Location: Deferiet, NY

Date Received: 3/25/2021
Field Sample #: 1

Samble ID: 21C1298-01

Sample Matrix: Carbon

Sample Description:

Sampled: 3/24/2021 10:30

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Work Order: 21C1298

TCLP - Organochloride Pesticides by GC/ECD

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
gamma-BHC (Lindane) [1] ND 0.029  0.013 pg/L 1 SW-846 8081B 4/3/21 4/6/21 13:30 TG
Chlordane [1] ND 0.19 0.12 pg/L 1 SW-846 8081B 4/3/21 4/6/21 13:30 TG
Endrin [1] ND 0.077  0.0016 pg/L 1 SW-846 8081B 4/3/21 4/6/21 13:30 TG
Heptachlor [1] ND 0.048  0.0044 pg/L 1 SW-846 8081B 4/3/21 4/6/21 13:30 TG
Heptachlor epoxide [1] ND 0.048  0.0038 pg/L 1 SW-846 8081B 4/3/21 4/6/21 13:30 TG
Methoxychlor [1] ND 048  0.0093 pg/L 1 SW-846 8081B 4/3/21 4/6/21 13:30 TG
Toxaphene [1] ND 0.96 0.64 pg/L 1 SW-846 8081B 4/3/21 4/6/21 13:30 TG
Surrogates % Recovery Recovery Limits Flag/Qual

Decachlorobiphenyl [1]
Decachlorobiphenyl [2]
Tetrachloro-m-xylene [1]

Tetrachloro-m-xylene [2]

73.2
79.7
91.0
88.3

30-150
30-150
30-150
30-150

4/6/21 13:30
4/6/21 13:30
4/6/21 13:30
4/6/21 13:30
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Project Location: Deferiet, NY

Date Received: 3/25/2021
Field Sample #: 1

Samble ID: 21C1298-01

Sample Matrix: Carbon

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Sample Description:

Sampled: 3/24/2021 10:30

Work Or

der: 21C1298

TCLP - Herbicides by GC/ECD

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
24-D[1] ND 0.050  0.00016 mg/L 1 SW-846 8151A 4/5/21 4/6/21 20:05 JMB
2,4,5-TP (Silvex) [1] ND 0.0050  0.000011 mg/L 1 SW-846 8151A 4/5/21 4/6/21 20:05 IMB
Surrogates % Recovery Recovery Limits Flag/Qual
2,4-Dichlorophenylacetic acid [1] 71.1 30-150 4/6/21 20:05
2,4-Dichlorophenylacetic acid [2] 69.1 30-150 4/6/21 20:05
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Project Location: Deferiet, NY
Date Received: 3/25/2021
Field Sample #: 1

Sample ID: 21C1298-01

Sample Matrix: Carbon

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Sample Description:

Sampled: 3/24/2021 10:30

Work Order: 21C1298

TCLP - Metals Analyses

Date Date/Time
Analyte Results RL DL Units Dilution Flag/Qual Method Prepared Analyzed Analyst
Arsenic 0.0048 0.050 0.0040 mg/L 1 J SW-846 6010D 3/31/21 4/1/21 16:24 AJL
Mercury ND 0.00010 mg/L 1 SW-846 7470A 3/31/21 4/1/21 11:55 CcJv
Nickel 0.26 0.010 0.0030 mg/L 1 SW-846 6010D 3/31/21 4/1/21 16:24 AJL
Barium 0.020 0.50 0.0090 mg/L 1 7 SW-846 6010D 3/31/21 4/1/21 16:24 AJL
Cadmium 0.0039 0.010  0.00090 mg/L 1 J SW-846 6010D 3/31/21 4/1/21 16:24 AJL
Chromium 0.052 0.050 0.0050 mg/L 1 SW-846 6010D 3/31/21 4/1/21 16:24 AJL
Lead 0.034 0.10 0.0030 mg/L 1 7 SW-846 6010D 3/31/21 4/1/21 16:24 AJL
Selenium 0.016 0.050 0.013 mg/L 1 7 SW-846 6010D 3/31/21 4/1/21 16:24 AJL
Silver ND 0.050 0.0040 mg/L 1 SW-846 6010D 3/31/21 4/1/21 16:24 AJL
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Sample Extraction Data

SW-846 1030

Lab Number [Field ID] Batch Initial [g] Date
21C1298-01 [1] B278946 50.0 03/28/21
Prep Method: SW-846 3050B Analytical Method: SW-846 6010D

Lab Number [Field ID] Batch Initial [g] Final [mL] Date
21C1298-01 [1] B279284 1.49 50.0 04/01/21
Prep Method: SW-846 3010A Analytical Method: SW-846 60L@Bchates were extracted on 3/30/2021 per SW-846 1311 in Batch B279098

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
21C1298-01 [1] B279189 50.0 50.0 03/31/21
Prep Method: SW-846 7470A Prep Analytical Method: SW-81eJed7otes were extracted on 3/30/2021 per SW-846 1311 in Batch B279098

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
21C1298-01 [1] B279194 6.00 6.00 03/31/21
Prep Method: SW-846 7471 Analytical Method: SW-846 7471B

Lab Number [Field ID] Batch Initial [g] Final [mL] Date
21C1298-01 [1] B278895 0.603 50.0 03/26/21
Prep Method: SW-846 3546 Analytical Method: SW-846 8081B

Lab Number [Field ID] Batch Initial [g] Final [mL] Date
21C1298-01 [1] B279314 2.08 2.00 04/02/21
Prep Method: SW-846 3510C Analytical Method: SW-846 80BEBchates were extracted on 3/30/2021 per SW-846 1311 in Batch B279098

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
21C1298-01 [1] B279388 520 5.00 04/03/21
Prep Method: SW-846 3546 Analytical Method: SW-846 8082A

Lab Number [Field ID] Batch Initial [g] Final [mL] Date
21C1298-01 [1] B279631 10.3 10.0 03/31/21
Prep Method: SW-846 8151 Analytical Method: SW-846 8151A

Lab Number [Field ID] Batch Initial [g] Final [mL] Date
21C1298-01 [1] B279322 5.00 5.00 04/02/21
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Prep Method: SW-846 3510C

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

Sample Extraction Data

Analytical Method: SW-846 81EkAchates were extracted on 3/30/2021 per SW-846 1311 in Batch B279098

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
21C1298-01 [1] B279417 10.0 5.00 04/05/21
Prep Method: SW-846 5035 Analytical Method: SW-846 8260C-D
Sample Methanol Methanol Final
Lab Number [Field ID] Batch Amount(g) Volume(mL) Aliquot(mL) Volume(mL) Date
21C1298-01 [1] B278857 4.65 5.00 1 50 03/26/21

Prep Method: SW-846 5030B

Analytical Method: SW-846 82&t@ePates were extracted on 3/30/2021 per SW-846 1311 in Batch B279100

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
21C1298-01 [1] B279178 5.00 5.00 03/31/21
Prep Method: SW-846 3546 Analytical Method: SW-846 8270D-E

Lab Number [Field ID] Batch Initial [g] Final [mL] Date
21C1298-01 [1] B279316 6.01 1.00 04/02/21
21C1298-01RE1 [1] B279316 6.01 1.00 04/02/21

Prep Method: SW-846 3510C

Analytical Method: SW-846 82F@Beliates were extracted on 3/30/2021 per SW-846 1311 in Batch B279098

Lab Number [Field ID] Batch Initial [mL] Final [mL] Date
21C1298-01 [1] B279336 200 1.00 04/02/21
SW-846 9014

Lab Number [Field ID] Batch Initial [g] Final [mL] Date
21C1298-01 [1] B278881 25.1 250 03/26/21
SW-846 9030A

Lab Number [Field ID] Batch Initial [g] Final [mL] Date
21C1298-01 [1] B279031 25.1 250 03/26/21
SW-846 9045C

Lab Number [Field ID] Batch Initial [g] Date
21C1298-01 [1] B278850 20.0 03/25/21
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

Volatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B278857 - SW-846 5035
Blank (B278857-BLK1) Prepared & Analyzed: 03/26/21
Acetone ND 2.5 mg/Kg
Acrylonitrile ND 0.25 mg/Kg
tert-Amyl Methyl Ether (TAME) ND 0.025 mg/Kg
Benzene ND 0.050 mg/Kg
Bromobenzene ND 0.050 mg/Kg
Bromochloromethane ND 0.050 mg/Kg
Bromodichloromethane ND 0.050 mg/Kg
Bromoform ND 0.050 mg/Kg
Bromomethane ND 0.10 mg/Kg
2-Butanone (MEK) ND 1.0 mg/Kg
tert-Butyl Alcohol (TBA) ND 1.0 mg/Kg
n-Butylbenzene ND 0.050 mg/Kg
sec-Butylbenzene ND 0.050 mg/Kg
tert-Butylbenzene ND 0.050 mg/Kg
tert-Butyl Ethyl Ether (TBEE) ND 0.025 mg/Kg
Carbon Disulfide ND 0.25 mg/Kg
Carbon Tetrachloride ND 0.050 mg/Kg
Chlorobenzene ND 0.050 mg/Kg
Chlorodibromomethane ND 0.025 mg/Kg
Chloroethane ND 0.10 mg/Kg
Chloroform ND 0.10 mg/Kg
Chloromethane ND 0.10 mg/Kg
2-Chlorotoluene ND 0.050 mg/Kg
4-Chlorotoluene ND 0.050 mg/Kg
1,2-Dibromo-3-chloropropane (DBCP) ND 0.25 mg/Kg
1,2-Dibromoethane (EDB) ND 0.025 mg/Kg
Dibromomethane ND 0.050 mg/Kg
1,2-Dichlorobenzene ND 0.050 mg/Kg
1,3-Dichlorobenzene ND 0.050 mg/Kg
1,4-Dichlorobenzene ND 0.050 mg/Kg
trans-1,4-Dichloro-2-butene ND 0.10 mg/Kg
Dichlorodifluoromethane (Freon 12) ND 0.10 mg/Kg
1,1-Dichloroethane ND 0.050 mg/Kg
1,2-Dichloroethane ND 0.050 mg/Kg
1,1-Dichloroethylene ND 0.050 mg/Kg
cis-1,2-Dichloroethylene ND 0.050 mg/Kg
trans-1,2-Dichloroethylene ND 0.050 mg/Kg
1,2-Dichloropropane ND 0.050 mg/Kg
1,3-Dichloropropane ND 0.025 mg/Kg
2,2-Dichloropropane ND 0.050 mg/Kg
1,1-Dichloropropene ND 0.10 mg/Kg
cis-1,3-Dichloropropene ND 0.025 mg/Kg
trans-1,3-Dichloropropene ND 0.025 mg/Kg
Diethyl Ether ND 0.10 mg/Kg
Diisopropyl Ether (DIPE) ND 0.025 mg/Kg
1,4-Dioxane ND 2.5 mg/Kg
Ethylbenzene ND 0.050 mg/Kg
Hexachlorobutadiene ND 0.050 mg/Kg
2-Hexanone (MBK) ND 0.50 mg/Kg
Isopropylbenzene (Cumene) ND 0.050 mg/Kg
p-Isopropyltoluene (p-Cymene) ND 0.050 mg/Kg
Methyl Acetate ND 0.50 mg/Kg
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

Volatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B278857 - SW-846 5035
Blank (B278857-BLK1) Prepared & Analyzed: 03/26/21
Methyl tert-Butyl Ether (MTBE) ND 0.050 mg/Kg
Methyl Cyclohexane ND 0.050 mg/Kg
Methylene Chloride ND 0.25 mg/Kg
4-Methyl-2-pentanone (MIBK) ND 0.50 mg/Kg
Naphthalene ND 0.10 mg/Kg
n-Propylbenzene ND 0.050 mg/Kg
Styrene ND 0.050 mg/Kg
1,1,1,2-Tetrachloroethane ND 0.050 mg/Kg
1,1,2,2-Tetrachloroethane ND 0.025 mg/Kg
Tetrachloroethylene ND 0.050 mg/Kg
Tetrahydrofuran ND 0.50 mg/Kg
Toluene ND 0.050 mg/Kg
1,2,3-Trichlorobenzene ND 0.25 mg/Kg
1,2,4-Trichlorobenzene ND 0.050 mg/Kg
1,3,5-Trichlorobenzene ND 0.050 mg/Kg
1,1,1-Trichloroethane ND 0.050 mg/Kg
1,1,2-Trichloroethane ND 0.050 mg/Kg
Trichloroethylene ND 0.050 mg/Kg
Trichlorofluoromethane (Freon 11) ND 0.10 mg/Kg
1,2,3-Trichloropropane ND 0.10 mg/Kg
1,1,2-Trichloro-1,2,2-trifluoroethane (Freon ND 0.050 mg/Kg
113)
1,2,4-Trimethylbenzene ND 0.050 mg/Kg
1,3,5-Trimethylbenzene ND 0.050 mg/Kg
Vinyl Chloride ND 0.10 mg/Kg
m+p Xylene ND 0.10 mg/Kg
o-Xylene ND 0.050 mg/Kg
Surrogate: 1,2-Dichloroethane-d4 0.0276 mg/Kg 0.0250 110 70-130
Surrogate: Toluene-d8 0.0257 mg/Kg 0.0250 103 70-130
Surrogate: 4-Bromofluorobenzene 0.0250 mg/Kg 0.0250 100 70-130
LCS (B278857-BS1) Prepared & Analyzed: 03/26/21
Acetone 0.0996 0.057 mg/Kg 0.113 87.9 70-160 il
Acrylonitrile 0.00980 0.0057 mg/Kg 0.0113 86.5 70-130
tert-Amyl Methyl Ether (TAME) 0.0108 0.00057 mg/Kg 0.0113 95.2 70-130
Benzene 0.0114 0.0011 mg/Kg 0.0113 100 70-130
Bromobenzene 0.0116 0.0011 mg/Kg 0.0113 102 70-130
Bromochloromethane 0.0118 0.0011 mg/Kg 0.0113 104 70-130
Bromodichloromethane 0.0127 0.0011 mg/Kg 0.0113 112 70-130
Bromoform 0.0125 0.0011 mg/Kg 0.0113 111 70-130
Bromomethane 0.0137 0.0023  mg/Kg 0.0113 121 40-130 t
2-Butanone (MEK) 0.0983 0.023 mg/Kg 0.113 86.7 70-160 il
tert-Butyl Alcohol (TBA) 0.106 0.023 mg/Kg 0.113 93.8 40-130 i
n-Butylbenzene 0.0104 0.0011 mg/Kg 0.0113 91.7 70-130
sec-Butylbenzene 0.0113 0.0011 mg/Kg 0.0113 100 70-130
tert-Butylbenzene 0.0120 0.0011 mg/Kg 0.0113 106 70-160 i
tert-Butyl Ethyl Ether (TBEE) 0.0111 0.00057 mg/Kg 0.0113 97.9 70-130
Carbon Disulfide 0.114 0.0057 mg/Kg 0.113 101 70-130
Carbon Tetrachloride 0.0128 0.0011 mg/Kg 0.0113 113 70-130
Chlorobenzene 0.0126 0.0011  mg/Kg 0.0113 111 70-130
Chlorodibromomethane 0.0124 0.00057 mg/Kg 0.0113 109 70-130
Chloroethane 0.0121 0.0023 mg/Kg 0.0113 107 70-130
Chloroform 0.0123 0.0023  mg/Kg 0.0113 109 70-130
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

Volatile Organic Compounds by GC/MS - Quality Control

Analyte

Reporting Spike Source %REC
Result Limit Units Level Result %REC Limits

RPD
RPD Limit Notes

Batch B278857 - SW-846 5035

LCS (B278857-BS1)

Prepared & Analyzed: 03/26/21

Chloromethane
2-Chlorotoluene
4-Chlorotoluene
1,2-Dibromo-3-chloropropane (DBCP)
1,2-Dibromoethane (EDB)
Dibromomethane
1,2-Dichlorobenzene
1,3-Dichlorobenzene
1,4-Dichlorobenzene
trans-1,4-Dichloro-2-butene
Dichlorodifluoromethane (Freon 12)
1,1-Dichloroethane
1,2-Dichloroethane
1,1-Dichloroethylene
cis-1,2-Dichloroethylene
trans-1,2-Dichloroethylene
1,2-Dichloropropane
1,3-Dichloropropane
2,2-Dichloropropane
1,1-Dichloropropene
cis-1,3-Dichloropropene
trans-1,3-Dichloropropene
Diethyl Ether

Diisopropyl Ether (DIPE)
1,4-Dioxane

Ethylbenzene
Hexachlorobutadiene
2-Hexanone (MBK)
Isopropylbenzene (Cumene)
p-Isopropyltoluene (p-Cymene)
Methyl Acetate

Methyl tert-Butyl Ether (MTBE)
Methyl Cyclohexane
Methylene Chloride
4-Methyl-2-pentanone (MIBK)
Naphthalene

n-Propylbenzene

Styrene
1,1,1,2-Tetrachloroethane
1,1,2,2-Tetrachloroethane
Tetrachloroethylene
Tetrahydrofuran

Toluene
1,2,3-Trichlorobenzene
1,2,4-Trichlorobenzene
1,3,5-Trichlorobenzene
1,1,1-Trichloroethane
1,1,2-Trichloroethane
Trichloroethylene
Trichlorofluoromethane (Freon 11)

1,2,3-Trichloropropane

0.0158 0.0023 mg/Kg 0.0113 140 = 70-130
0.0125 0.0011 mg/Kg 0.0113 111 70-130
0.0126 0.0011 mg/Kg 0.0113 111 70-130
0.0125 0.0057  mg/Kg 0.0113 110 70-130
0.0121 0.00057 mg/Kg 0.0113 107 70-130
0.0120 0.0011 mg/Kg 0.0113 106 70-130
0.0125 0.0011 mg/Kg 0.0113 110 70-130
0.0123 0.0011 mg/Kg 0.0113 109 70-130
0.0121 0.0011 mg/Kg 0.0113 107 70-130
0.0104 0.0023 mg/Kg 0.0113 91.4 70-130
0.0150 0.0023 mg/Kg 0.0113 132 40-160
0.0117 0.0011 mg/Kg 0.0113 103 70-130
0.0135 0.0011 mg/Kg 0.0113 119 70-130
0.0125 0.0011 mg/Kg 0.0113 110 70-130
0.0121 0.0011 mg/Kg 0.0113 107 70-130
0.0120 0.0011 mg/Kg 0.0113 106 70-130
0.0118 0.0011 mg/Kg 0.0113 104 70-130
0.0117 0.00057  mg/Kg 0.0113 103 70-130
0.0129 0.0011 mg/Kg 0.0113 114 70-130
0.0123 0.0023 mg/Kg 0.0113 109 70-130
0.0124 0.00057  mg/Kg 0.0113 109 70-130
0.0120 0.00057  mg/Kg 0.0113 106 70-130
0.0107 0.0023 mg/Kg 0.0113 94.1 70-130
0.0108 0.00057  mg/Kg 0.0113 95.7 70-130
0.105 0.057  mg/Kg 0.113 923 40-160
0.0125 0.0011 mg/Kg 0.0113 110 70-130
0.0128 0.0011 mg/Kg 0.0113 113 70-160
0.101 0.011 mg/Kg 0.113 89.2 70-160
0.0124 0.0011 mg/Kg 0.0113 110 70-130
0.0115 0.0011 mg/Kg 0.0113 102 70-130
0.0124 0.011 mg/Kg 0.0113 110 70-130
0.0112 0.0011 mg/Kg 0.0113 98.8 70-130
0.0117 0.0011 mg/Kg 0.0113 104 70-130
0.0109 0.0057  mg/Kg 0.0113 96.1 40-160
0.106 0.011 mg/Kg 0.113 93.2 70-160
0.00924 0.0023 mg/Kg 0.0113 81.5 40-130
0.0120 0.0011 mg/Kg 0.0113 106 70-130
0.0124 0.0011 mg/Kg 0.0113 109 70-130
0.0137 0.0011 mg/Kg 0.0113 121 70-130
0.0117 0.00057  mg/Kg 0.0113 103 70-130
0.0140 0.0011 mg/Kg 0.0113 123 70-130
0.0103 0.011 mg/Kg 0.0113 90.5 70-130
0.0123 0.0011 mg/Kg 0.0113 108 70-130
0.0101 0.0057 mg/Kg 0.0113 89.4 70-130
0.0110 0.0011 mg/Kg 0.0113 96.7 70-130
0.0114 0.0011 mg/Kg 0.0113 101 70-130
0.0135 0.0011 mg/Kg 0.0113 119 70-130
0.0122 0.0011 mg/Kg 0.0113 108 70-130
0.0130 0.0011 mg/Kg 0.0113 115 70-130
0.0142 0.0023 mg/Kg 0.0113 125 70-130
0.0113 0.0023 mg/Kg 0.0113 99.7 70-130

L-02, V-20
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

Volatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B278857 - SW-846 5035
LCS (B278857-BS1) Prepared & Analyzed: 03/26/21
1,1,2-Trichloro-1,2,2-trifluoroethane (Freon 0.0114 0.0011 mg/Kg 0.0113 101 70-130
113)
1,2,4-Trimethylbenzene 0.0112 0.0011 mg/Kg 0.0113 99.0 70-130
1,3,5-Trimethylbenzene 0.0125 0.0011 mg/Kg 0.0113 110 70-130
Vinyl Chloride 0.0138 0.0023 mg/Kg 0.0113 122 40-130 il
m+p Xylene 0.0258 0.0023 mg/Kg 0.0227 114 70-130
0-Xylene 0.0127 0.0011 mg/Kg 0.0113 112 70-130
Surrogate: 1,2-Dichloroethane-d4 0.0312 mg/Kg 0.0283 110 70-130
Surrogate: Toluene-d8 0.0294 mg/Kg 0.0283 104 70-130
Surrogate: 4-Bromofluorobenzene 0.0298 mg/Kg 0.0283 105 70-130
LCS Dup (B278857-BSD1) Prepared & Analyzed: 03/26/21
Acetone 0.104 0.057 mg/Kg 0.113 91.7 70-160 4.25 25 i
Acrylonitrile 0.00962 0.0057 mg/Kg 0.0113 84.9 70-130 1.87 25
tert-Amyl Methyl Ether (TAME) 0.0108 0.00057 mg/Kg 0.0113 95.4 70-130 0.210 25
Benzene 0.0114 0.0011 mg/Kg 0.0113 100 70-130 0.00 25
Bromobenzene 0.0115 0.0011  mg/Kg 0.0113 101 70-130 1.08 25
Bromochloromethane 0.0117 0.0011 mg/Kg 0.0113 103 70-130 0.677 25
Bromodichloromethane 0.0126 0.0011 mg/Kg 0.0113 111 70-130 0.808 25
Bromoform 0.0125 0.0011  mg/Kg 0.0113 111 70-130 0.00 25
Bromomethane 0.0138 0.0023 mg/Kg 0.0113 121 40-130 0.413 25 T
2-Butanone (MEK) 0.0991 0.023 mg/Kg 0.113 87.4 70-160 0.804 25 il
tert-Butyl Alcohol (TBA) 0.102 0.023 mg/Kg 0.113 89.8 40-130 431 25 T
n-Butylbenzene 0.0104 0.0011 mg/Kg 0.0113 91.8 70-130 0.109 25
sec-Butylbenzene 0.0117 0.0011 mg/Kg 0.0113 104 70-130 3.44 25
tert-Butylbenzene 0.0121 0.0011 mg/Kg 0.0113 107 70-160 0.846 25 i
tert-Butyl Ethyl Ether (TBEE) 0.0113 0.00057 mg/Kg 0.0113 99.9 70-130 2.02 25
Carbon Disulfide 0.114 0.0057 mg/Kg 0.113 101 70-130 0.188 25
Carbon Tetrachloride 0.0126 0.0011  mg/Kg 0.0113 112 70-130 1.51 25
Chlorobenzene 0.0128 0.0011 mg/Kg 0.0113 113 70-130 1.96 25
Chlorodibromomethane 0.0127 0.00057 mg/Kg 0.0113 112 70-130 2.35 25
Chloroethane 0.0119 0.0023  mg/Kg 0.0113 105 70-130 1.32 25
Chloroform 0.0123 0.0023  mg/Kg 0.0113 108 70-130  0.737 25
Chloromethane 0.0153 0.0023 mg/Kg 0.0113 135 70-130 3.50 25 L-02, V-20
2-Chlorotoluene 0.0125 0.0011  mg/Kg 0.0113 110 70-130  0.362 25
4-Chlorotoluene 0.0122 0.0011 mg/Kg 0.0113 108 70-130 2.83 25
1,2-Dibromo-3-chloropropane (DBCP) 0.0124 0.0057 mg/Kg 0.0113 109 70-130 1.18 25
1,2-Dibromoethane (EDB) 0.0118 0.00057 mg/Kg 0.0113 104 70-130 1.99 25
Dibromomethane 0.0120 0.0011  mg/Kg 0.0113 106 70-130 0567 25
1,2-Dichlorobenzene 0.0125 0.0011 mg/Kg 0.0113 110 70-130 0.182 25
1,3-Dichlorobenzene 0.0125 0.0011  mg/Kg 0.0113 110 70-130 1.37 25
1,4-Dichlorobenzene 0.0120 0.0011 mg/Kg 0.0113 106 70-130 0.469 25
trans-1,4-Dichloro-2-butene 0.0102 0.0023 mg/Kg 0.0113 90.2 70-130 1.32 25
Dichlorodifluoromethane (Freon 12) 0.0151 0.0023 mg/Kg 0.0113 133 40-160 0.603 25 V-20 T
1,1-Dichloroethane 0.0117 0.0011 mg/Kg 0.0113 103 70-130 0.291 25
1,2-Dichloroethane 0.0136 0.0011 mg/Kg 0.0113 120 70-130 1.00 25
1,1-Dichloroethylene 0.0126 0.0011 mg/Kg 0.0113 111 70-130 0.452 25
cis-1,2-Dichloroethylene 0.0117 0.0011 mg/Kg 0.0113 103 70-130 333 25
trans-1,2-Dichloroethylene 0.0117 0.0011 mg/Kg 0.0113 103 70-130 3.25 25
1,2-Dichloropropane 0.0119 0.0011 mg/Kg 0.0113 105 70-130 0.863 25
1,3-Dichloropropane 0.0118 0.00057 mg/Kg 0.0113 104 70-130 0.580 25
2,2-Dichloropropane 0.0126 0.0011 mg/Kg 0.0113 111 70-130 2.23 25
1,1-Dichloropropene 0.0122 0.0023 mg/Kg 0.0113 108 70-130 0.738 25
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Volatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B278857 - SW-846 5035
LCS Dup (B278857-BSD1) Prepared & Analyzed: 03/26/21
cis-1,3-Dichloropropene 0.0125 0.00057 mg/Kg 0.0113 111 70-130 1.18 25
trans-1,3-Dichloropropene 0.0121 0.00057 mg/Kg 0.0113 107 70-130 1.22 25
Diethyl Ether 0.0103 0.0023 mg/Kg 0.0113 90.5 70-130 3.90 25
Diisopropyl Ether (DIPE) 0.0108 0.00057 mg/Kg 0.0113 95.4 70-130 0.314 25
1,4-Dioxane 0.101 0.057  mgKg 0.113 88.8 40-160 3.81 50 ti
Ethylbenzene 0.0125 0.0011 mg/Kg 0.0113 111 70-130 0.725 25
Hexachlorobutadiene 0.0134 0.0011 mg/Kg 0.0113 118 70-160 493 25
2-Hexanone (MBK) 0.103 0.011 mg/Kg 0.113 90.5 70-160 1.45 25 T
Isopropylbenzene (Cumene) 0.0128 0.0011 mg/Kg 0.0113 113 70-130 3.23 25
p-Isopropyltoluene (p-Cymene) 0.0115 0.0011 mg/Kg 0.0113 101 70-130 0.492 25
Methyl Acetate 0.0121 0.011 mg/Kg 0.0113 107 70-130 2.77 25
Methyl tert-Butyl Ether (MTBE) 0.0112 0.0011 mg/Kg 0.0113 99.1 70-130 0.303 25
Methyl Cyclohexane 0.0118 0.0011 mg/Kg 0.0113 104 70-130 0.577 25
Methylene Chloride 0.0108 0.0057 mg/Kg 0.0113 95.3 40-160 0.836 25 T
4-Methyl-2-pentanone (MIBK) 0.105 0.011 mg/Kg 0.113 92.8 70-160 0.420 25 T
Naphthalene 0.00950 0.0023 mg/Kg 0.0113 83.8 40-130 2.78 25 i
n-Propylbenzene 0.0122 0.0011 mg/Kg 0.0113 108 70-130 1.31 25
Styrene 0.0126 0.0011 mg/Kg 0.0113 112 70-130 2.17 25
1,1,1,2-Tetrachloroethane 0.0134 0.0011 mg/Kg 0.0113 118 70-130 2.59 25
1,1,2,2-Tetrachloroethane 0.0119 0.00057 mg/Kg 0.0113 105 70-130 1.92 25
Tetrachloroethylene 0.0135 0.0011 mg/Kg 0.0113 119 70-130 3.56 25
Tetrahydrofuran 0.0104 0.011 mg/Kg 0.0113 91.7 70-130 1.32 25 J
Toluene 0.0123 0.0011 mg/Kg 0.0113 109 70-130 0.185 25
1,2,3-Trichlorobenzene 0.0102 0.0057  mg/Kg 0.0113 90.2 70-130 0.891 25
1,2,4-Trichlorobenzene 0.0112 0.0011 mg/Kg 0.0113 98.7 70-130 2.05 25
1,3,5-Trichlorobenzene 0.0119 0.0011 mg/Kg 0.0113 105 70-130 4.17 25
1,1,1-Trichloroethane 0.0133 0.0011 mg/Kg 0.0113 118 70-130 1.43 25
1,1,2-Trichloroethane 0.0127 0.0011 mg/Kg 0.0113 112 70-130 3.92 25
Trichloroethylene 0.0131 0.0011 mg/Kg 0.0113 116 70-130 0.347 25
Trichlorofluoromethane (Freon 11) 0.0139 0.0023 mg/Kg 0.0113 123 70-130 1.93 25
1,2,3-Trichloropropane 0.0111 0.0023 mg/Kg 0.0113 97.9 70-130 1.82 25
1,1,2-Trichloro-1,2,2-trifluoroethane (Freon 0.0113 0.0011 mg/Kg 0.0113 100 70-130 0.598 25
113)
1,2,4-Trimethylbenzene 0.0116 0.0011 mg/Kg 0.0113 102 70-130 2.99 25
1,3,5-Trimethylbenzene 0.0124 0.0011 mg/Kg 0.0113 109 70-130 1.18 25
Vinyl Chloride 0.0136 0.0023 mg/Kg 0.0113 120 40-130 1.57 25 i
m+p Xylene 0.0261 0.0023 mg/Kg 0.0227 115 70-130 1.18 25
0-Xylene 0.0128 0.0011 mg/Kg 0.0113 113 70-130 0.977 25
Surrogate: 1,2-Dichloroethane-d4 0.0315 mg/Kg 0.0283 111 70-130
Surrogate: Toluene-d8 0.0288 mg/Kg 0.0283 102 70-130
Surrogate: 4-Bromofluorobenzene 0.0295 mg/Kg 0.0283 104 70-130
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QUALITY CONTROL

Semivolatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279316 - SW-846 3546
Blank (B279316-BLK1) Prepared: 04/02/21 Analyzed: 04/05/21
Acenaphthene ND 0.83 mg/Kg
Acenaphthylene ND 0.83 mg/Kg
Acetophenone ND 1.7 mg/Kg
Aniline ND 1.7 mg/Kg
Anthracene ND 0.83 mg/Kg
Benzidine ND 33 mg/Kg V-05, V-35
Benzo(a)anthracene ND 0.83 mg/Kg
Benzo(a)pyrene ND 0.83 mg/Kg
Benzo(b)fluoranthene ND 0.83 mg/Kg
Benzo(g,h,i)perylene ND 0.83 mg/Kg
Benzo(k)fluoranthene ND 0.83 mg/Kg
Benzoic Acid ND 5.0 mg/Kg V-06
Bis(2-chloroethoxy)methane ND 1.7 mg/Kg
Bis(2-chloroethyl)ether ND 1.7 mg/Kg
Bis(2-chloroisopropyl)ether ND 1.7 mg/Kg
Bis(2-Ethylhexyl)phthalate ND 1.7 mg/Kg
4-Bromophenylphenylether ND 1.7 mg/Kg
Butylbenzylphthalate ND 1.7 mg/Kg
Carbazole ND 0.83 mg/Kg
4-Chloroaniline ND 33 mg/Kg V-34
4-Chloro-3-methylphenol ND 33 mg/Kg
2-Chloronaphthalene ND 1.7 mg/Kg
2-Chlorophenol ND 1.4 mg/Kg
4-Chlorophenylphenylether ND 1.7 mg/Kg
Chrysene ND 0.83 mg/Kg
Dibenz(a,h)anthracene ND 0.83 mg/Kg
Dibenzofuran ND 1.7 mg/Kg
Di-n-butylphthalate ND 1.7 mg/Kg
1,2-Dichlorobenzene ND 1.7 mg/Kg
1,3-Dichlorobenzene ND 1.7 mg/Kg
1,4-Dichlorobenzene ND 1.7 mg/Kg
3,3-Dichlorobenzidine ND 0.83 mg/Kg
2,4-Dichlorophenol ND 1.7 mg/Kg
Diethylphthalate ND 1.7 mg/Kg
2,4-Dimethylphenol ND 1.7 mg/Kg
Dimethylphthalate ND 1.7 mg/Kg
4,6-Dinitro-2-methylphenol ND 1.7 mg/Kg
2,4-Dinitrophenol ND 33 mg/Kg
2,4-Dinitrotoluene ND 1.7 mg/Kg
2,6-Dinitrotoluene ND 1.7 mg/Kg
Di-n-octylphthalate ND 1.7 mg/Kg
1,2-Diphenylhydrazine/Azobenzene ND 1.7 mg/Kg
Fluoranthene ND 0.83 mg/Kg
Fluorene ND 0.83 mg/Kg
Hexachlorobenzene ND 1.7 mg/Kg
Hexachlorobutadiene ND 1.7 mg/Kg
Hexachlorocyclopentadiene ND 1.7 mg/Kg
Hexachloroethane ND 1.7 mg/Kg
Indeno(1,2,3-cd)pyrene ND 0.83 mg/Kg
Isophorone ND 0.34 mg/Kg
1-Methylnaphthalene ND 0.83 mg/Kg
2-Methylnaphthalene ND 0.83 mg/Kg
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QUALITY CONTROL

Semivolatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279316 - SW-846 3546
Blank (B279316-BLK1) Prepared: 04/02/21 Analyzed: 04/05/21
2-Methylphenol ND 1.7 mg/Kg
3/4-Methylphenol ND 1.7 mg/Kg
Naphthalene ND 0.83 mg/Kg
2-Nitroaniline ND 1.7 mg/Kg
3-Nitroaniline ND 1.7 mg/Kg
4-Nitroaniline ND 1.7 mg/Kg
Nitrobenzene ND 1.7 mg/Kg
2-Nitrophenol ND 1.7 mg/Kg
4-Nitrophenol ND 33 mg/Kg
N-Nitrosodimethylamine ND 1.7 mg/Kg
N-Nitrosodiphenylamine/Diphenylamine ND 1.7 mg/Kg
N-Nitrosodi-n-propylamine ND 1.7 mg/Kg
Pentachloronitrobenzene ND 1.7 mg/Kg
Pentachlorophenol ND 1.7 mg/Kg
Phenanthrene ND 0.83 mg/Kg
Phenol ND 1.7 mg/Kg
Pyrene ND 0.83 mg/Kg
Pyridine ND 1.7 mg/Kg
1,2,4,5-Tetrachlorobenzene ND 1.7 mg/Kg
1,2,4-Trichlorobenzene ND 1.7 mg/Kg
2,4,5-Trichlorophenol ND 1.7 mg/Kg
2.,4,6-Trichlorophenol ND 1.7 mg/Kg
Surrogate: 2-Fluorophenol 32.5 mg/Kg 333 97.6 30-130
Surrogate: Phenol-d6 35.2 mg/Kg 333 106 30-130
Surrogate: Nitrobenzene-d5 14.3 mg/Kg 16.7 85.5 30-130
Surrogate: 2-Fluorobiphenyl 14.8 mg/Kg 16.7 88.8 30-130
Surrogate: 2,4,6-Tribromophenol 13.9 mg/Kg 16.7 83.6 30-130
Surrogate: p-Terphenyl-d14 17.2 mg/Kg 16.7 103 30-130
LCS (B279316-BS1) Prepared: 04/02/21 Analyzed: 04/05/21
Acenaphthene 6.31 0.83 mg/Kg 8.33 75.7 40-140
Acenaphthylene 6.41 0.83 mg/Kg 8.33 76.9 40-140
Acetophenone 6.66 1.7 mg/Kg 8.33 80.0 40-140
Aniline 373 1.7 mgKg 8.33 448 10-140 t
Anthracene 6.74 083  mg/Kg 8.33 80.8 40-140
Benzidine 6.67 33 mg/Kg 8.33 80.1 40-140 V-05, V-35
Benzo(a)anthracene 6.47 0.83 mg/Kg 8.33 71.7 40-140
Benzo(a)pyrene 6.14 0.83 mg/Kg 8.33 73.6 40-140
Benzo(b)fluoranthene 6.44 0.83 mg/Kg 8.33 773 40-140
Benzo(g,h,i)perylene 6.64 0.83 mg/Kg 8.33 79.7 40-140
Benzo(k)fluoranthene 6.34 0.83 mg/Kg 8.33 76.1 40-140
Benzoic Acid 6.41 5.0 mg/Kg 8.33 76.9 30-130 V-06
Bis(2-chloroethoxy)methane 6.30 1.7 mg/Kg 8.33 75.5 40-140
Bis(2-chloroethyl)ether 6.74 1.7 mg/Kg 8.33 80.9 40-140
Bis(2-chloroisopropyl)ether 8.37 1.7 mg/Kg 8.33 100 40-140
Bis(2-Ethylhexyl)phthalate 7.08 1.7 mg/Kg 8.33 85.0 40-140
4-Bromophenylphenylether 5.92 1.7 mg/Kg 8.33 71.1 40-140
Butylbenzylphthalate 6.94 1.7 mg/Kg 8.33 83.3 40-140
Carbazole 6.68 0.83  mg/Kg 8.33 80.1 40-140
4-Chloroaniline 3.10 3.3 mg/Kg 8.33 37.2 10-140 V-34,] i
4-Chloro-3-methylphenol 6.58 33 mg/Kg 8.33 78.9 30-130
2-Chloronaphthalene 5.53 1.7 mg/Kg 8.33 66.3 40-140
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Semivolatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279316 - SW-846 3546
LCS (B279316-BS1) Prepared: 04/02/21 Analyzed: 04/05/21
2-Chlorophenol 6.55 1.4 mg/Kg 8.33 78.6 30-130
4-Chlorophenylphenylether 6.12 1.7 mg/Kg 8.33 73.4 40-140
Chrysene 6.33 0.83 mg/Kg 8.33 76.0 40-140
Dibenz(a,h)anthracene 6.21 0.83 mg/Kg 8.33 74.5 40-140
Dibenzofuran 6.51 1.7 mg/Kg 8.33 78.1 40-140
Di-n-butylphthalate 6.66 1.7 mg/Kg 8.33 79.9 40-140
1,2-Dichlorobenzene 575 1.7 mg/Kg 8.33 69.0 40-140
1,3-Dichlorobenzene 5.50 1.7 mg/Kg 8.33 66.0 40-140
1,4-Dichlorobenzene 5.60 1.7 mg/Kg 8.33 67.2 40-140
3,3-Dichlorobenzidine 3.77 0.83 mg/Kg 8.33 45.2 20-140 il
2,4-Dichlorophenol 6.37 1.7 mg/Kg 8.33 76.5 30-130
Diethylphthalate 6.50 L7 mg/Kg 8.33 78.0 40-140
2,4-Dimethylphenol 6.47 1.7 mg/Kg 8.33 71.7 30-130
Dimethylphthalate 6.47 1.7 mg/Kg 8.33 77.6 40-140
4,6-Dinitro-2-methylphenol 6.66 1.7 mg/Kg 8.33 79.9 30-130
2.,4-Dinitrophenol 6.45 33 mg/Kg 8.33 77.4 30-130
2,4-Dinitrotoluene 6.78 1.7 mg/Kg 8.33 81.4 40-140
2,6-Dinitrotoluene 6.79 1.7 mg/Kg 8.33 81.5 40-140
Di-n-octylphthalate 7.38 1.7 mg/Kg 8.33 88.6 40-140
1,2-Diphenylhydrazine/Azobenzene 7.01 1.7 mg/Kg 8.33 84.1 40-140
Fluoranthene 6.36 0.83 mg/Kg 8.33 76.3 40-140
Fluorene 6.61 0.83 mg/Kg 8.33 79.4 40-140
Hexachlorobenzene 5.89 1.7 mg/Kg 8.33 70.7 40-140
Hexachlorobutadiene 5.47 1.7 mg/Kg 8.33 65.6 40-140
Hexachlorocyclopentadiene 5.47 1.7 mg/Kg 8.33 65.7 40-140
Hexachloroethane 5.75 1.7 mg/Kg 8.33 69.0 40-140
Indeno(1,2,3-cd)pyrene 6.85 083  mg/Kg 8.33 82.2 40-140
Isophorone 6.80 0.34 mg/Kg 8.33 81.7 40-140
1-Methylnaphthalene 6.00 0.83 mg/Kg 8.33 72.0 40-140
2-Methylnaphthalene 6.72 0.83 mg/Kg 8.33 80.7 40-140
2-Methylphenol 6.62 1.7 mg/Kg 8.33 79.5 30-130
3/4-Methylphenol 6.77 1.7 mg/Kg 8.33 81.2 30-130
Naphthalene 6.17 0.83  mg/Kg 8.33 74.0 40-140
2-Nitroaniline 6.90 1.7 mg/Kg 8.33 82.8 40-140
3-Nitroaniline 559 17 mgKg 8.33 67.0 30-140 1
4-Nitroaniline 6.84 1.7 mg/Kg 8.33 82.1 40-140
Nitrobenzene 6.24 1.7 mg/Kg 8.33 74.9 40-140
2-Nitrophenol 6.24 1.7 mg/Kg 8.33 74.9 30-130
4-Nitrophenol 6.78 33 mg/Kg 8.33 81.4 30-130
N-Nitrosodimethylamine 7.00 1.7 mg/Kg 8.33 84.0 40-140
N-Nitrosodiphenylamine/Diphenylamine 7.41 1.7 mg/Kg 8.33 88.9 40-140
N-Nitrosodi-n-propylamine 6.45 1.7 mg/Kg 8.33 77.4 40-140
Pentachloronitrobenzene 6.40 1.7 mg/Kg 8.33 76.8 40-140
Pentachlorophenol 5.19 1.7 mg/Kg 8.33 62.3 30-130
Phenanthrene 6.65 0.83 mg/Kg 8.33 79.8 40-140
Phenol 6.80 1.7 mg/Kg 8.33 81.5 30-130
Pyrene 6.92 0.83 mg/Kg 8.33 83.0 40-140
Pyridine 4.54 1.7 mg/Kg 8.33 54.5 30-140 i
1,2,4,5-Tetrachlorobenzene 5.83 1.7 mg/Kg 8.33 69.9 40-140
1,2,4-Trichlorobenzene 5.74 1.7 mg/Kg 8.33 68.9 40-140
2,4,5-Trichlorophenol 6.51 1.7 mg/Kg 8.33 78.1 30-130
2,4,6-Trichlorophenol 6.19 1.7 mg/Kg 8.33 74.3 30-130
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Semivolatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279316 - SW-846 3546
LCS (B279316-BS1) Prepared: 04/02/21 Analyzed: 04/05/21
Surrogate: 2-Fluorophenol 29.7 mg/Kg 333 89.0 30-130
Surrogate: Phenol-d6 32.5 mg/Kg 333 97.5 30-130
Surrogate: Nitrobenzene-d5 13.4 mg/Kg 16.7 80.2 30-130
Surrogate: 2-Fluorobiphenyl 13.8 mg/Kg 16.7 83.1 30-130
Surrogate: 2,4,6-Tribromophenol 13.8 mg/Kg 16.7 82.9 30-130
Surrogate: p-Terphenyl-d14 15.9 mg/Kg 16.7 95.5 30-130
LCS Dup (B279316-BSD1) Prepared: 04/02/21 Analyzed: 04/05/21
Acenaphthene 6.44 0.83 mg/Kg 8.33 773 40-140 2.12 30
Acenaphthylene 6.53 0.83 mg/Kg 8.33 78.4 40-140 1.91 30
Acetophenone 6.82 1.7 mg/Kg 8.33 81.9 40-140 2.37 30
Aniline 3.48 1.7 mg/Kg 8.33 41.8 10-140 6.89 50 T
Anthracene 6.87 0.83  mg/Kg 8.33 82.5 40-140 1.98 30
Benzidine 6.38 33 mg/Kg 8.33 76.6 40-140 442 30 V-05, V-35
Benzo(a)anthracene 6.68 0.83 mg/Kg 8.33 80.1 40-140 3.09 30
Benzo(a)pyrene 6.29 0.83 mg/Kg 8.33 75.5 40-140 2.55 30
Benzo(b)fluoranthene 6.60 0.83 mg/Kg 8.33 79.3 40-140 2.56 30
Benzo(g,h,i)perylene 6.73 0.83 mg/Kg 8.33 80.8 40-140 1.37 30
Benzo(k)fluoranthene 6.34 0.83 mg/Kg 8.33 76.1 40-140 0.0263 30
Benzoic Acid 6.43 5.0 mg/Kg 8.33 77.1 30-130 0.338 50 V-06 I
Bis(2-chloroethoxy)methane 6.23 1.7 mg/Kg 8.33 74.8 40-140 1.01 30
Bis(2-chloroethyl)ether 6.58 1.7 mg/Kg 8.33 79.0 40-140 245 30
Bis(2-chloroisopropyl)ether 8.15 1.7 mg/Kg 8.33 97.8 40-140 2.66 30
Bis(2-Ethylhexyl)phthalate 7.22 1.7 mg/Kg 8.33 86.6 40-140 1.89 30
4-Bromophenylphenylether 5.93 1.7 mg/Kg 8.33 71.2 40-140 0.112 30
Butylbenzylphthalate 7.26 1.7 mg/Kg 8.33 87.2 40-140 4.53 30
Carbazole 6.81 0.83 mg/Kg 8.33 81.7 40-140 1.95 30
4-Chloroaniline 3.21 33 mg/Kg 8.33 38.5 10-140 3.59 30 V-34,1 T
4-Chloro-3-methylphenol 6.18 33 mg/Kg 8.33 74.2 30-130 6.11 30
2-Chloronaphthalene 553 1.7 mg/Kg 8.33 66.4 40-140 0.0603 30
2-Chlorophenol 6.37 1.4 mg/Kg 8.33 76.5 30-130 2.71 30
4-Chlorophenylphenylether 6.23 1.7 mg/Kg 8.33 74.7 40-140 1.78 30
Chrysene 6.58 0.83 mg/Kg 8.33 79.0 40-140 3.90 30
Dibenz(a,h)anthracene 6.24 0.83 mg/Kg 8.33 74.9 40-140 0.509 30
Dibenzofuran 6.65 1.7 mg/Kg 8.33 79.8 40-140 2.18 30
Di-n-butylphthalate 6.78 1.7 mg/Kg 8.33 81.3 40-140 1.76 30
1,2-Dichlorobenzene 5.96 1.7 mg/Kg 8.33 71.5 40-140 3.56 30
1,3-Dichlorobenzene 5.59 1.7 mg/Kg 8.33 67.1 40-140 1.68 30
1,4-Dichlorobenzene 5.85 1.7 mg/Kg 8.33 70.2 40-140 443 30
3,3-Dichlorobenzidine 3.85 0.83  mg/Kg 8.33 46.2 20-140 2.14 50 ti
2,4-Dichlorophenol 6.34 1.7 mg/Kg 8.33 76.0 30-130 0.603 30
Diethylphthalate 6.56 1.7 mg/Kg 8.33 78.7 40-140 0.970 30
2,4-Dimethylphenol 6.51 1.7 mg/Kg 8.33 78.1 30-130 0.590 30
Dimethylphthalate 6.50 1.7 mg/Kg 8.33 78.0 40-140 0411 30
4,6-Dinitro-2-methylphenol 6.66 1.7 mg/Kg 8.33 80.0 30-130 0.0500 30
2,4-Dinitrophenol 6.78 33 mg/Kg 8.33 81.4 30-130 5.01 30
2,4-Dinitrotoluene 6.89 1.7 mg/Kg 8.33 82.7 40-140 1.58 30
2,6-Dinitrotoluene 6.82 1.7 mg/Kg 8.33 81.8 40-140 0.367 30
Di-n-octylphthalate 736 1.7 mg/Kg 8.33 88.3 40-140 0.294 30
1,2-Diphenylhydrazine/Azobenzene 7.12 1.7 mg/Kg 8.33 85.5 40-140 1.60 30
Fluoranthene 6.56 0.83 mg/Kg 8.33 78.7 40-140 3.05 30
Fluorene 6.70 0.83  mg/Kg 8.33 80.5 40-140 1.38 30
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QUALITY CONTROL

Semivolatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279316 - SW-846 3546
LCS Dup (B279316-BSD1) Prepared: 04/02/21 Analyzed: 04/05/21
Hexachlorobenzene 6.06 1.7 mg/Kg 8.33 72.7 40-140 2.82 30
Hexachlorobutadiene 5.76 1.7 mg/Kg 8.33 69.1 40-140 5.17 30
Hexachlorocyclopentadiene 5.39 1.7 mg/Kg 8.33 64.7 40-140 1.44 30
Hexachloroethane 5.94 1.7 mg/Kg 8.33 71.3 40-140 3.25 30
Indeno(1,2,3-cd)pyrene 6.99 0.83 mg/Kg 8.33 83.8 40-140 1.98 30
Isophorone 6.72 0.34 mg/Kg 8.33 80.7 40-140 1.21 30
1-Methylnaphthalene 5.52 0.83 mg/Kg 8.33 66.2 40-140 8.34 30
2-Methylnaphthalene 6.22 0.83 mg/Kg 8.33 74.6 40-140 7.78 30
2-Methylphenol 6.65 1.7 mg/Kg 8.33 79.8 30-130 0.377 30
3/4-Methylphenol 7.02 1.7 mg/Kg 8.33 84.2 30-130 3.60 30
Naphthalene 6.32 0.83 mg/Kg 8.33 75.9 40-140 2.46 30
2-Nitroaniline 7.06 17 mg/Kg 8.33 84.7 40-140 222 30
3-Nitroaniline 5.68 1.7 mg/Kg 8.33 68.1 30-140 1.57 30 i
4-Nitroaniline 7.10 1.7 mg/Kg 8.33 85.2 40-140 3.68 30
Nitrobenzene 6.20 1.7 mg/Kg 8.33 74.4 40-140 0.750 30
2-Nitrophenol 6.26 1.7 mg/Kg 8.33 752 30-130 0.373 30
4-Nitrophenol 7.20 33 mg/Kg 8.33 86.4 30-130 6.01 50 I
N-Nitrosodimethylamine 6.70 1.7 mg/Kg 8.33 80.5 40-140 426 30
N-Nitrosodiphenylamine/Diphenylamine 7.54 1.7 mg/Kg 8.33 90.4 40-140 1.72 30
N-Nitrosodi-n-propylamine 6.47 1.7 mg/Kg 8.33 77.6 40-140 0.361 30
Pentachloronitrobenzene 6.72 1.7 mg/Kg 8.33 80.6 40-140 4.80 30
Pentachlorophenol 5.32 1.7 mg/Kg 8.33 63.9 30-130 2.51 30
Phenanthrene 6.83 0.83 mg/Kg 8.33 82.0 40-140 2.70 30
Phenol 6.70 1.7 mg/Kg 8.33 80.5 30-130 1.33 30
Pyrene 7.13 0.83 mg/Kg 8.33 85.5 40-140 2.99 30
Pyridine 4.56 1.7 mg/Kg 8.33 54.8 30-140 0.549 30 T
1,2,4,5-Tetrachlorobenzene 5.72 1.7 mg/Kg 8.33 68.6 40-140 1.88 30
1,2,4-Trichlorobenzene 5.83 1.7 mg/Kg 8.33 69.9 40-140 1.41 30
2,4,5-Trichlorophenol 6.56 1.7 mg/Kg 8.33 78.8 30-130 0.867 30
2,4,6-Trichlorophenol 6.32 1.7 mg/Kg 8.33 75.8 30-130 2.00 30
Surrogate: 2-Fluorophenol 28.9 mg/Kg 333 86.6 30-130
Surrogate: Phenol-d6 31.7 mg/Kg 333 95.1 30-130
Surrogate: Nitrobenzene-dS 13.1 mg/Kg 16.7 78.3 30-130
Surrogate: 2-Fluorobiphenyl 13.9 mg/Kg 16.7 83.2 30-130
Surrogate: 2,4,6-Tribromophenol 13.9 mg/Kg 16.7 83.2 30-130
Surrogate: p-Terphenyl-d14 16.2 mg/Kg 16.7 97.3 30-130
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QUALITY CONTROL

Organochloride Pesticides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279314 - SW-846 3546
Blank (B279314-BLK1) Prepared: 04/02/21 Analyzed: 04/06/21
alpha-Chlordane ND 0.0050 mg/Kg
alpha-Chlordane [2C] ND 0.0050 mg/Kg
gamma-Chlordane ND 0.0050 mg/Kg
gamma-Chlordane [2C] ND 0.0050 mg/Kg
Alachlor ND 0.020 mg/Kg
Alachlor [2C] ND 0.020 mg/Kg
Aldrin ND 0.0050 mg/Kg
Aldrin [2C] ND 0.0050 mg/Kg
alpha-BHC ND 0.0050 mg/Kg
alpha-BHC [2C] ND 0.0050 mg/Kg
beta-BHC ND 0.0050 mg/Kg
beta-BHC [2C] ND 0.0050 mg/Kg
delta-BHC ND 0.0050 mg/Kg
delta-BHC [2C] ND 0.0050 mg/Kg
gamma-BHC (Lindane) ND 0.0020 mg/Kg
gamma-BHC (Lindane) [2C] ND 0.0020 mg/Kg
Chlordane ND 0.020 mg/Kg
Chlordane [2C] ND 0.020 mg/Kg
4,4'-DDD ND 0.0040 mg/Kg
4,4'-DDD [2C] ND 0.0040 mg/Kg
4,4'-DDE ND 0.0040 mg/Kg
4,4'-DDE [2C] ND 0.0040 mg/Kg
4,4-DDT ND 0.0040 mg/Kg
4,4'-DDT [2C] ND 0.0040 mg/Kg
Dieldrin ND 0.0040 mg/Kg
Dieldrin [2C] ND 0.0040 mg/Kg
Endosulfan I ND 0.0050 mg/Kg
Endosulfan I [2C] ND 0.0050 mg/Kg
Endosulfan IT ND 0.0080 mg/Kg
Endosulfan II [2C] ND 0.0080 mg/Kg
Endosulfan Sulfate ND 0.0080 mg/Kg
Endosulfan Sulfate [2C] ND 0.0080 mg/Kg
Endrin ND 0.0080 mg/Kg
Endrin [2C] ND 0.0080 mg/Kg
Endrin Aldehyde ND 0.0080 mg/Kg
Endrin Aldehyde [2C] ND 0.0080 mg/Kg
Endrin Ketone ND 0.0080 mg/Kg
Endrin Ketone [2C] ND 0.0080 mg/Kg
Heptachlor ND 0.0050 mg/Kg
Heptachlor [2C] ND 0.0050 mg/Kg
Heptachlor Epoxide ND 0.0050 mg/Kg
Heptachlor Epoxide [2C] ND 0.0050 mg/Kg
Hexachlorobenzene ND 0.0060 mg/Kg
Hexachlorobenzene [2C] ND 0.0060 mg/Kg
Methoxychlor ND 0.050 mg/Kg
Methoxychlor [2C] ND 0.050 mg/Kg
Toxaphene ND 0.10 mg/Kg
Toxaphene [2C] ND 0.10 mg/Kg
Surrogate: Decachlorobiphenyl 0.817 mg/Kg 1.00 81.7 30-150
Surrogate: Decachlorobiphenyl [2C] 1.05 mg/Kg 1.00 105 30-150
Surrogate: Tetrachloro-m-xylene 0.801 mg/Kg 1.00 80.1 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.921 mg/Kg 1.00 92.1 30-150
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QUALITY CONTROL

Organochloride Pesticides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279314 - SW-846 3546
LCS (B279314-BS1) Prepared: 04/02/21 Analyzed: 04/06/21
Alachlor 0.41 0.10 mg/Kg 0.500 81.7 40-140
Alachlor [2C] 0.42 0.10 mg/Kg 0.500 83.9 40-140
Aldrin 0.47 0.025  mg/Kg 0.500 93.3 40-140
Aldrin [2C] 0.52 0.025 mg/Kg 0.500 104 40-140
alpha-BHC 0.46 0.025  mg/Kg 0.500 92.6 40-140
alpha-BHC [2C] 0.49 0.025 mg/Kg 0.500 97.2 40-140
beta-BHC 0.45 0.025 mg/Kg 0.500 90.2 40-140
beta-BHC [2C] 0.46 0.025 mg/Kg 0.500 91.6 40-140
delta-BHC 0.43 0.025  mg/Kg 0.500 85.3 40-140
delta-BHC [2C] 0.45 0.025 mg/Kg 0.500 90.7 40-140
gamma-BHC (Lindane) 0.44 0.010 mg/Kg 0.500 87.8 40-140
gamma-BHC (Lindane) [2C] 0.49 0.010  mg/Kg 0.500 97.4 40-140
4,4'-DDD 0.48 0.020 mg/Kg 0.500 96.0 40-140
4,4'-DDD [2C] 0.57 0.020 mg/Kg 0.500 114 40-140
4,4-DDE 0.48 0.020  mg/Kg 0.500 96.8 40-140
4,4'-DDE [2C] 0.58 0.020 mg/Kg 0.500 115 40-140
4,4-DDT 0.48 0.020  mg/Kg 0.500 96.4 40-140
4,4-DDT [2C] 0.55 0.020  mg/Kg 0.500 110 40-140
Dieldrin 0.44 0.020 mg/Kg 0.500 88.7 40-140
Dieldrin [2C] 0.54 0.020  mg/Kg 0.500 108 40-140
Endosulfan I 0.46 0.025  mg/Kg 0.500 92.7 40-140
Endosulfan I [2C] 0.50 0.025 mg/Kg 0.500 100 40-140
Endosulfan IT 0.45 0.040 mg/Kg 0.500 89.4 40-140
Endosulfan II [2C] 0.49 0.040  mg/Kg 0.500 98.3 40-140
Endosulfan Sulfate 0.44 0.040 mg/Kg 0.500 87.1 40-140
Endosulfan Sulfate [2C] 0.50 0.040 mg/Kg 0.500 99.9 40-140
Endrin 0.46 0.040  mg/Kg 0.500 92.5 40-140
Endrin [2C] 0.53 0.040 mg/Kg 0.500 105 40-140
Endrin Aldehyde 0.46 0.040 mg/Kg 0.500 91.6 40-140
Endrin Aldehyde [2C] 0.49 0.040 mg/Kg 0.500 98.1 40-140
Endrin Ketone 0.47 0.040 mg/Kg 0.500 93.9 40-140
Endrin Ketone [2C] 0.50 0.040 mg/Kg 0.500 101 40-140
Heptachlor 0.45 0.025 mg/Kg 0.500 90.6 40-140
Heptachlor [2C] 0.51 0.025 mg/Kg 0.500 103 40-140
Heptachlor Epoxide 0.44 0.025 mg/Kg 0.500 88.8 40-140
Heptachlor Epoxide [2C] 0.50 0.025 mg/Kg 0.500 101 40-140
Hexachlorobenzene 0.49 0.030 mg/Kg 0.500 98.2 40-140
Hexachlorobenzene [2C] 0.56 0.030 mg/Kg 0.500 111 40-140
Methoxychlor 0.47 0.25 mg/Kg 0.500 93.2 40-140
Methoxychlor [2C] 0.52 0.25 mg/Kg 0.500 103 40-140
Surrogate: Decachlorobiphenyl 0.829 mg/Kg 1.00 82.9 30-150
Surrogate: Decachlorobiphenyl [2C] 0.929 mg/Kg 1.00 92.9 30-150
Surrogate: Tetrachloro-m-xylene 0.954 mg/Kg 1.00 95.4 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.933 mg/Kg 1.00 93.3 30-150
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QUALITY CONTROL

Organochloride Pesticides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279314 - SW-846 3546
LCS Dup (B279314-BSD1) Prepared: 04/02/21 Analyzed: 04/06/21
Alachlor 0.43 0.10 mg/Kg 0.500 86.0 40-140 5.13 30
Alachlor [2C] 0.44 0.10  mg/Kg 0.500 87.1 40-140 3.79 30
Aldrin 0.49 0.025 mg/Kg 0.500 97.6 40-140 4.59 30
Aldrin [2C] 0.54 0.025 mg/Kg 0.500 108 40-140 4.20 30
alpha-BHC 0.49 0.025  mg/Kg 0.500 97.5 40-140 5.17 30
alpha-BHC [2C] 0.51 0.025 mg/Kg 0.500 101 40-140 3.90 30
beta-BHC 0.47 0.025 mg/Kg 0.500 94.0 40-140 4.11 30
beta-BHC [2C] 0.48 0.025 mg/Kg 0.500 95.5 40-140 422 30
delta-BHC 0.45 0.025 mg/Kg 0.500 89.3 40-140 4.63 30
delta-BHC [2C] 0.47 0.025 mg/Kg 0.500 94.9 40-140 4.58 30
gamma-BHC (Lindane) 0.46 0.010 mg/Kg 0.500 91.9 40-140 4.57 30
gamma-BHC (Lindane) [2C] 0.51 0.010 mg/Kg 0.500 101 40-140 4.10 30
4,4'-DDD 0.51 0.020 mg/Kg 0.500 101 40-140 5.07 30
4,4-DDD [2C] 0.60 0.020  mg/Kg 0.500 120 40-140 5.10 30
4,4-DDE 0.51 0.020 mg/Kg 0.500 101 40-140 4.40 30
4,4'-DDE [2C] 0.60 0.020 mg/Kg 0.500 120 40-140 4.24 30
4,4-DDT 0.51 0.020 mg/Kg 0.500 102 40-140 5.24 30
4,4-DDT [2C] 0.58 0.020  mg/Kg 0.500 115 40-140 4.82 30
Dieldrin 0.46 0.020 mg/Kg 0.500 92.9 40-140 4.66 30
Dieldrin [2C] 0.57 0.020  mg/Kg 0.500 113 40-140 4.63 30
Endosulfan I 0.49 0.025  mg/Kg 0.500 97.6 40-140 5.09 30
Endosulfan I [2C] 0.53 0.025 mg/Kg 0.500 105 40-140 5.08 30
Endosulfan II 0.47 0.040  mg/Kg 0.500 94.0 40-140 5.03 30
Endosulfan II [2C] 0.52 0.040 mg/Kg 0.500 103 40-140 5.03 30
Endosulfan Sulfate 0.44 0.040 mg/Kg 0.500 87.1 40-140 0.0930 30
Endosulfan Sulfate [2C] 0.53 0.040  mg/Kg 0.500 105 40-140 5.21 30
Endrin 0.49 0.040  mg/Kg 0.500 97.1 40-140 4.89 30
Endrin [2C] 0.55 0.040 mg/Kg 0.500 110 40-140 4.53 30
Endrin Aldehyde 0.46 0.040 mg/Kg 0.500 91.6 40-140 0.0153 30
Endrin Aldehyde [2C] 0.49 0.040 mg/Kg 0.500 97.7 40-140 0.350 30
Endrin Ketone 0.50 0.040 mg/Kg 0.500 99.1 40-140 5.36 30
Endrin Ketone [2C] 0.53 0.040  mg/Kg 0.500 106 40-140 4.96 30
Heptachlor 0.48 0.025 mg/Kg 0.500 95.6 40-140 5.38 30
Heptachlor [2C] 0.54 0.025 mg/Kg 0.500 108 40-140 4.59 30
Heptachlor Epoxide 0.46 0.025 mg/Kg 0.500 93.0 40-140 4.57 30
Heptachlor Epoxide [2C] 0.53 0.025 mg/Kg 0.500 105 40-140 4.26 30
Hexachlorobenzene 0.51 0.030 mg/Kg 0.500 101 40-140 3.07 30
Hexachlorobenzene [2C] 0.57 0.030 mg/Kg 0.500 114 40-140 2.21 30
Methoxychlor 0.48 0.25 mg/Kg 0.500 96.8 40-140 3.86 30
Methoxychlor [2C] 0.54 0.25 mg/Kg 0.500 109 40-140 5.20 30
Surrogate: Decachlorobiphenyl 0.881 mg/Kg 1.00 88.1 30-150
Surrogate: Decachlorobiphenyl [2C] 0.984 mg/Kg 1.00 98.4 30-150
Surrogate: Tetrachloro-m-xylene 0.972 mg/Kg 1.00 97.2 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.926 mg/Kg 1.00 92.6 30-150
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QUALITY CONTROL

Polychlorinated Biphenyls By GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279631 - SW-846 3546
Blank (B279631-BLK1) Prepared: 03/31/21 Analyzed: 04/02/21
Aroclor-1016 ND 0.020 mg/Kg
Aroclor-1016 [2C] ND 0.020 mg/Kg
Aroclor-1221 ND 0.020 mg/Kg
Aroclor-1221 [2C] ND 0.020 mg/Kg
Aroclor-1232 ND 0.020 mg/Kg
Aroclor-1232 [2C] ND 0.020 mg/Kg
Aroclor-1242 ND 0.020 mg/Kg
Aroclor-1242 [2C] ND 0.020 mg/Kg
Aroclor-1248 ND 0.020 mg/Kg
Aroclor-1248 [2C] ND 0.020 mg/Kg
Aroclor-1254 ND 0.020 mg/Kg
Aroclor-1254 [2C] ND 0.020 mg/Kg
Aroclor-1260 ND 0.020 mg/Kg
Aroclor-1260 [2C] ND 0.020 mg/Kg
Aroclor-1262 ND 0.020 mg/Kg
Aroclor-1262 [2C] ND 0.020 mg/Kg
Aroclor-1268 ND 0.020 mg/Kg
Aroclor-1268 [2C] ND 0.020 mg/Kg
Surrogate: Decachlorobiphenyl 0.204 mg/Kg 0.200 102 30-150
Surrogate: Decachlorobiphenyl [2C] 0.204 mg/Kg 0.200 102 30-150
Surrogate: Tetrachloro-m-xylene 0.197 mg/Kg 0.200 98.3 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.194 mg/Kg 0.200 96.8 30-150
LCS (B279631-BS1) Prepared: 03/31/21 Analyzed: 04/02/21
Aroclor-1016 0.18 0.020  mg/Kg 0.200 91.9 40-140
Aroclor-1016 [2C] 0.18 0.020 mg/Kg 0.200 87.9 40-140
Aroclor-1260 0.17 0.020 mg/Kg 0.200 85.3 40-140
Aroclor-1260 [2C] 0.17 0.020 mg/Kg 0.200 84.6 40-140
Surrogate: Decachlorobiphenyl 0.198 mg/Kg 0.200 99.1 30-150
Surrogate: Decachlorobiphenyl [2C] 0.199 mg/Kg 0.200 99.4 30-150
Surrogate: Tetrachloro-m-xylene 0.184 mg/Kg 0.200 92.2 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.182 mg/Kg 0.200 90.8 30-150
LCS Dup (B279631-BSD1) Prepared: 03/31/21 Analyzed: 04/02/21
Aroclor-1016 0.19 0.020 mg/Kg 0.200 96.9 40-140 5.21 30
Aroclor-1016 [2C] 0.19 0.020 mg/Kg 0.200 92.9 40-140 5.60 30
Aroclor-1260 0.18 0.020 mg/Kg 0.200 89.0 40-140 4.25 30
Aroclor-1260 [2C] 0.18 0.020 mg/Kg 0.200 88.4 40-140 4.37 30
Surrogate: Decachlorobiphenyl 0.206 mg/Kg 0.200 103 30-150
Surrogate: Decachlorobiphenyl [2C] 0.207 mg/Kg 0.200 103 30-150
Surrogate: Tetrachloro-m-xylene 0.191 mg/Kg 0.200 95.4 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.188 mg/Kg 0.200 93.9 30-150
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QUALITY CONTROL

Herbicides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279322 - SW-846 8151
Blank (B279322-BLK1) Prepared: 04/02/21 Analyzed: 04/06/21
2,4-D ND 24 ng/kg
2,4-D [2C] ND 24 ng/kg
2,4-DB ND 24 ke
2,4-DB [2C] ND 24 ng/kg
2,4,5-TP (Silvex) ND 2.4 ng/kg
2,4,5-TP (Silvex) [2C] ND 2.4 ng/kg
2,4,5-T ND 2.4 ng/kg
2,4,5-T [2C] ND 2.4 ng/kg
Dalapon ND 60 ng/kg
Dalapon [2C] ND 60 ng/kg
Dicamba ND 2.4 ng/kg
Dicamba [2C] ND 2.4 ng/kg
Dichloroprop ND 24 ng/kg
Dichloroprop [2C] ND 24 ng/kg
Dinoseb ND 12 ng/kg R-05
Dinoseb [2C] ND 12 ng/kg R-05
MCPA ND 2400 ng/kg
MCPA [2C] ND 2400 ng/kg
MCPP ND 2400 pg/kg
MCPP [2C] ND 2400 ng/kg
Surrogate: 2,4-Dichlorophenylacetic acid 66.5 ng/kg 95.2 69.9 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 66.2 ng/kg 95.2 69.6 30-150
[2€]
LCS (B279322-BS1) Prepared: 04/02/21 Analyzed: 04/06/21
2,4-D 101 25 ng/kg 125 81.0 40-140
2,4-D [2C] 104 25 ng/kg 125 83.3 40-140
2,4-DB 83.0 25 ng/kg 125 66.4 40-140
2,4-DB [2C] 82.4 25 ng/kg 125 65.9 40-140
2,4,5-TP (Silvex) 12.3 2.5 ng/kg 12.5 98.1 40-140
2,4,5-TP (Silvex) [2C] 11.3 2.5 ng/kg 12.5 90.7 40-140
2,4,5-T 11.6 2.5 ng/kg 12.5 92.6 40-140
2,4,5-T [2C] 11.8 2.5 ng/kg 12.5 94.1 40-140
Dalapon 180 62 ng/kg 312 57.7 40-140
Dalapon [2C] 161 62 ng/kg 312 51.5 40-140
Dicamba 1.2 2.5 ng/kg 12.5 90.0 40-140
Dicamba [2C] 11.6 2.5 ng/kg 12.5 92.5 40-140
Dichloroprop 115 25 ng/kg 125 92.1 40-140
Dichloroprop [2C] 109 25 ng/kg 125 87.4 40-140
Dinoseb 13.9 12 ng/kg 62.5 22.2 13.6-36 R-05
Dinoseb [2C] 14.5 12 ng/kg 62.5 23.1 12.1-38.4 R-05
MCPA 10200 2500 ng/kg 12500 81.5 40-140
MCPA [2C] 11600 2500 ng/kg 12500 93.1 40-140
MCPP 12000 2500 ng/kg 12500 96.1 40-140
MCPP [2C] 10700 2500 ng/kg 12500 86.0 40-140
Surrogate: 2,4-Dichlorophenylacetic acid 83.0 ng/kg 100 83.0 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 79.9 ng/kg 100 79.9 30-150

[2€]
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QUALITY CONTROL

Herbicides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279322 - SW-846 8151
LCS Dup (B279322-BSD1) Prepared: 04/02/21 Analyzed: 04/06/21
2,4-D 95.1 25 ng/kg 125 76.1 40-140 6.31 30
2,4-D [2C] 98.1 25 ng/kg 125 78.5 40-140 591 30
2,4-DB 80.4 25 ng/kg 125 64.3 40-140 3.28 30
2,4-DB [2C] 80.5 25 ng/kg 125 64.4 40-140 2.26 30
2,4,5-TP (Silvex) 115 2.5 ng/kg 12.5 91.7 40-140 6.74 30
2,4,5-TP (Silvex) [2C] 10.7 2.5 ug/kg 12.5 85.7 40-140 5.67 30
2,4,5-T 10.9 2.5 ng/kg 12.5 87.4 40-140 5.81 30
2,4,5-T [2C] 11.0 2.5 ng/kg 12.5 88.1 40-140 6.59 30
Dalapon 171 62 ng/kg 312 54.8 40-140 5.06 30
Dalapon [2C] 151 62 ng/kg 312 48.3 40-140 6.41 30
Dicamba 10.7 2.5 ng/kg 12.5 85.4 40-140 5.28 30
Dicamba [2C] 10.8 2.5 ng/kg 12.5 86.7 40-140 6.45 30
Dichloroprop 108 25 ng/kg 125 86.8 40-140 6.00 30
Dichloroprop [2C] 103 25 ng/kg 125 82.5 40-140 577 30
Dinoseb 8.08 12 ng/kg 62.5 129 = 13.6-36 52.8 30 L-07A,)
Dinoseb [2C] 8.92 12 ng/kg 62.5 14.3 12.1-384 47.3 30 R-05,7
MCPA 9610 2500 ng/kg 12500 76.8 40-140 5.84 30
MCPA [2C] 9430 2500 ug/kg 12500 75.4 40-140 21.0 30
MCPP 11300 2500 ng/kg 12500 90.4 40-140 6.11 30
MCPP [2C] 10200 2500 ng/kg 12500 81.5 40-140 5.33 30
Surrogate: 2,4-Dichlorophenylacetic acid 72.9 ng/kg 100 72.9 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 70.7 ng/kg 100 70.7 30-150

[2€]

| Page40of8sq |




®

con-test

A Pace Analytical® Laboratory

Table of Contents

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

Metals Analyses (Total) - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B278895 - SW-846 7471
Blank (B278895-BLK1) Prepared: 03/26/21 Analyzed: 03/29/21
Mercury ND 0.025 mg/Kg
LCS (B278895-BS1) Prepared: 03/26/21 Analyzed: 03/29/21
Mercury 16.1 0.75 mg/Kg 15.6 103 59.3-140.4
LCS Dup (B278895-BSD1) Prepared: 03/26/21 Analyzed: 03/29/21
Mercury 16.6 0.75 mg/Kg 15.6 107 59.3-1404  3.55 20
Batch B279284 - SW-846 3050B
Blank (B279284-BLK1) Prepared: 04/01/21 Analyzed: 04/03/21
Aluminum ND 17 mg/Kg
Antimony ND 1.7 mg/Kg
Arsenic ND 33 mg/Kg
Barium ND 1.7 mg/Kg
Beryllium ND 0.17 mg/Kg
Cadmium ND 0.33 mg/Kg
Calcium ND 17 mg/Kg
Chromium ND 0.67 mg/Kg
Cobalt ND 1.7 mg/Kg
Copper ND 0.67 mg/Kg
Iron ND 17 mg/Kg
Lead ND 0.50 mg/Kg
Magnesium ND 17 mg/Kg
Manganese ND 0.33 mg/Kg
Nickel ND 0.67 mg/Kg
Potassium ND 170 mg/Kg
Selenium ND 33 mg/Kg
Silver ND 0.33 mg/Kg
Sodium ND 170 mg/Kg
Thallium ND 1.7 mg/Kg
Vanadium ND 0.67 mg/Kg
Zinc ND 0.67 mg/Kg
LCS (B279284-BS1) Prepared: 04/01/21 Analyzed: 04/03/21
Aluminum 8270 50 mg/Kg 8110 102 48.1-151.7
Antimony 114 5.0 mg/Kg 134 85.1 1.9-200.7
Arsenic 157 10 mg/Kg 170 92.5 82.9-117.6
Barium 184 5.0 mg/Kg 183 100 82.5-117.5
Beryllium 117 0.50 mg/Kg 116 101 83.4-116.4
Cadmium 86.3 1.0 mg/Kg 89.5 96.5 82.8-117.3
Calcium 4560 50 mg/Kg 4810 94.7 81.7-118.1
Chromium 102 2.0 mg/Kg 101 101 82.1-117.8
Cobalt 83.6 5.0 mg/Kg 84.8 98.5 83.5-116.5
Copper 148 2.0 mg/Kg 149 99.7 83.9-116.1
Iron 14500 50 mg/Kg 14100 103 60-139.7
Lead 148 1.5 mg/Kg 140 105 82.9-117.1
Magnesium 2380 50 mg/Kg 2350 101 76.2-123.8
Manganese 643 1.0 mg/Kg 648 99.2 81.8-118.2
Nickel 67.4 2.0 mg/Kg 68.3 98.8 82.1-117.7
Potassium 2140 500 mg/Kg 2050 105 69.8-129.8
Selenium 169 10 mg/Kg 182 92.8 79.7-120.3
Silver 49.8 1.0 mg/Kg 50.1 99.5 80.2-120
Sodium 128 500 mg/Kg 136 94.3 71.6-127.9 J
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QUALITY CONTROL

Metals Analyses (Total) - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279284 - SW-846 3050B
LCS (B279284-BS1) Prepared: 04/01/21 Analyzed: 04/02/21
Thallium 85.4 50 mgKg 87.7 974 81.1-118.6
Vanadium 154 2.0 mg/Kg 153 100 79.1-120.9
Zinc 231 2.0 mg/Kg 228 101 80.7-118.9
LCS Dup (B279284-BSD1) Prepared: 04/01/21 Analyzed: 04/03/21
Aluminum 8330 50 mg/Kg 8110 103 48.1-151.7  0.785 30
Antimony 116 5.0 mg/Kg 134 86.3 1.9-200.7 1.33 30
Arsenic 158 9.9 mg/Kg 170 92.9 82.9-117.6  0.511 30
Barium 185 5.0 mg/Kg 183 101 82.5-117.5  0.533 20
Beryllium 118 0.50 mg/Kg 116 102 83.4-116.4  0.989 30
Cadmium 86.6 0.99 mg/Kg 89.5 96.8 82.8-117.3  0.331 20
Calcium 4730 50 mg/Kg 4810 98.3 81.7-118.1 3.72 30
Chromium 102 20  mgKg 101 101 82.1-117.8  0.358 30
Cobalt 85.5 50 mgKg 84.8 101 83.5-1165 229 20
Copper 149 2.0 mg/Kg 149 100 83.9-116.1  0.563 30
Iron 14600 50 mg/Kg 14100 104 60-139.7 0.749 30
Lead 137 15 mgKg 140 97.9 829-117.1 741 30
Magnesium 2400 50 mg/Kg 2350 102 76.2-123.8  0.882 30
Manganese 656 0.99 mg/Kg 648 101 81.8-118.2  2.08 30
Nickel 69.0 20  mgKg 683 101 82.1-117.7 223 30
Potassium 2170 500 mg/Kg 2050 106 69.8-129.8 1.19 30
Selenium 170 9.9 mg/Kg 182 934 79.7-120.3  0.681 30
Silver 493 0.99 mg/Kg 50.1 98.4 80.2-120 1.12 30
Sodium 133 500 mg/Kg 136 97.7 71.6-127.9  3.51 30 J
Thallium 84.0 5.0 mg/Kg 87.7 95.8 81.1-118.6  1.67 30
Vanadium 154 2.0 mg/Kg 153 101 79.1-120.9  0.371 30
Zinc 232 2.0 mg/Kg 228 102 80.7-118.9  0.524 30
Reference (B279284-SRM1) MRL Check Prepared: 04/01/21 Analyzed: 04/03/21
Lead 0.463 0.51 mg/Kg 0.509 90.9 80-120 J
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QUALITY CONTROL

Conventional Chemistry Parameters by EPA/APHA/SW-846 Methods (Total) - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B278850 - SW-846 9045C
LCS (B278850-BS1) Prepared & Analyzed: 03/25/21
pH 5.96 pH Units 6.00 99.3 90-110
Duplicate (B278850-DUP1) Source: 21C1298-01 Prepared & Analyzed: 03/25/21
pH 24 pH Units 2.4 0.835 10.7 H-09

Batch B278881 - SW-846 9014

Blank (B278881-BLK1)

Prepared: 03/26/21 Analyzed: 03/29/21

Reactive Cyanide ND 0.40 mg/Kg

LCS (B278881-BS1) Prepared: 03/26/21 Analyzed: 03/29/21

Reactive Cyanide 9.2 0.40 mg/Kg 10.0 91.6 83.2-115
LCS (B278881-BS2) Prepared: 03/26/21 Analyzed: 03/29/21
Reactive Cyanide 9.2 0.40 mg/Kg 10.0 91.6 83.2-115
Batch B279031 - SW-846 9030A

Blank (B279031-BLK1) Prepared: 03/26/21 Analyzed: 03/29/21
Reactive Sulfide ND 2.0 mg/Kg

LCS (B279031-BS1) Prepared: 03/26/21 Analyzed: 03/29/21
Reactive Sulfide 3.4 2.0 mg/Kg 3.36 100 71.6-120
LCS (B279031-BS2) Prepared: 03/26/21 Analyzed: 03/29/21
Reactive Sulfide 3.4 2.0 mg/Kg 3.36 100 71.6-120
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QUALITY CONTROL

TCLP - Volatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279178 - SW-846 5030B
Blank (B279178-BLK1) Prepared: 03/31/21 Analyzed: 04/01/21
Benzene ND 0.010 mg/L
2-Butanone (MEK) ND 0.20 mg/L
Carbon Tetrachloride ND 0.010 mg/L
Chlorobenzene ND 0.010 mg/L
Chloroform ND 0.010 mg/L
1,4-Dichlorobenzene ND 0.010 mg/L
1,2-Dichloroethane ND 0.010 mg/L
1,1-Dichloroethylene ND 0.010 mg/L
Tetrachloroethylene ND 0.010 mg/L
Trichloroethylene ND 0.010 mg/L
Vinyl Chloride ND 0.020 mg/L
Surrogate: 1,2-Dichloroethane-d4 0.0255 mg/L 0.0250 102 70-130
Surrogate: Toluene-d8 0.0245 mg/L 0.0250 97.9 70-130
Surrogate: 4-Bromofluorobenzene 0.0246 mg/L 0.0250 98.6 70-130
LCS (B279178-BS1) Prepared & Analyzed: 03/31/21
Benzene 0.00920 0.0010 mg/L 0.0100 92.0 70-130
2-Butanone (MEK) 0.0864 0.020 mg/L 0.100 86.4 40-160 T
Carbon Tetrachloride 0.0106 0.0010 mg/L 0.0100 106 70-130
Chlorobenzene 0.0106 0.0010 mg/L 0.0100 106 70-130
Chloroform 0.00975 0.0010 mg/L 0.0100 97.5 70-130
1,4-Dichlorobenzene 0.0104 0.0010 mg/L 0.0100 104 70-130
1,2-Dichloroethane 0.0100 0.0010 mg/L 0.0100 100 70-130
1,1-Dichloroethylene 0.0102 0.0010 mg/L 0.0100 102 70-130
Tetrachloroethylene 0.0107 0.0010 mg/L 0.0100 107 70-130
Trichloroethylene 0.00988 0.0010 mg/L 0.0100 98.8 70-130
Vinyl Chloride 0.0195 0.0020 mg/L 0.0100 195 = 40-160 L-02,V-20 T
Surrogate: 1,2-Dichloroethane-d4 0.0247 mg/L 0.0250 98.8 70-130
Surrogate: Toluene-d8 0.0245 mg/L 0.0250 98.1 70-130
Surrogate: 4-Bromofluorobenzene 0.0245 mg/L 0.0250 98.0 70-130
LCS Dup (B279178-BSD1) Prepared & Analyzed: 03/31/21
Benzene 0.00973 0.0010 mg/L 0.0100 97.3 70-130 5.60 25
2-Butanone (MEK) 0.0907 0.020 mg/L 0.100 90.7 40-160 4.83 25 T
Carbon Tetrachloride 0.0111 0.0010 mg/L 0.0100 111 70-130 4.15 25
Chlorobenzene 0.0109 0.0010 mg/L 0.0100 109 70-130 2.70 25
Chloroform 0.00999 0.0010 mg/L 0.0100 99.9 70-130 243 25
1,4-Dichlorobenzene 0.0105 0.0010 mg/L 0.0100 105 70-130 1.34 25
1,2-Dichloroethane 0.0104 0.0010 mg/L 0.0100 104 70-130 3.72 25
1,1-Dichloroethylene 0.0109 0.0010 mg/L 0.0100 109 70-130 6.61 25
Tetrachloroethylene 0.0104 0.0010 mg/L 0.0100 104 70-130 2.18 25
Trichloroethylene 0.0103 0.0010 mg/L 0.0100 103 70-130 4.07 25
Vinyl Chloride 0.0196 0.0020 mg/L 0.0100 196 * 40-160 0.153 25 L-02,V-20 T
Surrogate: 1,2-Dichloroethane-d4 0.0252 mg/L 0.0250 101 70-130
Surrogate: Toluene-d8 0.0243 mg/L 0.0250 97.1 70-130
Surrogate: 4-Bromofluorobenzene 0.0242 mg/L 0.0250 96.7 70-130
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QUALITY CONTROL

TCLP - Semivolatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279336 - SW-846 3510C
Blank (B279336-BLK1) Prepared: 04/02/21 Analyzed: 04/05/21
2,4-Dinitrotoluene ND 0.038 mg/L
Hexachlorobenzene ND 0.038 mg/L
Hexachlorobutadiene ND 0.038 mg/L R-05
Hexachloroethane ND 0.038 mg/L R-05
2-Methylphenol ND 0.038 mg/L
3/4-Methylphenol ND 0.038 mg/L
Nitrobenzene ND 0.038 mg/L
Pentachlorophenol ND 0.038 mg/L
Pyridine ND 0.019 mg/L
2.,4,5-Trichlorophenol ND 0.038 mg/L
2,4,6-Trichlorophenol ND 0.038 mg/L
Surrogate: 2-Fluorophenol 0.496 mg/L 0.769 64.5 15-110
Surrogate: Phenol-d6 0.505 mg/L 0.769 65.6 15-110
Surrogate: Nitrobenzene-dS 0.281 mg/L 0.385 73.2 30-130
Surrogate: 2-Fluorobiphenyl 0.250 mg/L 0.385 65.1 30-130
Surrogate: 2,4,6-Tribromophenol 0.302 mg/L 0.385 78.5 15-110
Surrogate: p-Terphenyl-d14 0.330 mg/L 0.385 85.8 30-130
LCS (B279336-BS1) Prepared: 04/02/21 Analyzed: 04/05/21
2,4-Dinitrotoluene 0.0368 0.010 mg/L 0.0500 73.6 40-140
Hexachlorobenzene 0.0361 0.010 mg/L 0.0500 72.1 40-140
Hexachlorobutadiene 0.0282 0.010 mg/L 0.0500 56.4 40-140 R-05
Hexachloroethane 0.0255 0.010 mg/L 0.0500 51.1 40-140 R-05
2-Methylphenol 0.0290 0.010 mg/L 0.0500 58.1 30-130
3/4-Methylphenol 0.0280 0.010 mg/L 0.0500 56.0 30-130
Nitrobenzene 0.0306 0.010 mg/L 0.0500 61.1 40-140
Pentachlorophenol 0.0316 0.010 mg/L 0.0500 63.1 30-130
Pyridine 0.0160 0.0050 mg/L 0.0500 32.0 10-140 T
2,4,5-Trichlorophenol 0.0350 0.010 mg/L 0.0500 69.9 30-130
2,4,6-Trichlorophenol 0.0339 0.010 mg/L 0.0500 67.8 30-130
Surrogate: 2-Fluorophenol 0.0852 mg/L 0.200 42.6 15-110
Surrogate: Phenol-d6 0.0650 mg/L 0.200 325 15-110
Surrogate: Nitrobenzene-d5 0.0726 mg/L 0.100 72.6 30-130
Surrogate: 2-Fluorobiphenyl 0.0747 mg/L 0.100 74.7 30-130
Surrogate: 2,4,6-Tribromophenol 0.0807 mg/L 0.100 80.7 15-110
Surrogate: p-Terphenyl-d14 0.0833 mg/L 0.100 83.3 30-130
LCS Dup (B279336-BSD1) Prepared: 04/02/21 Analyzed: 04/05/21
2,4-Dinitrotoluene 0.0328 0.010 mg/L 0.0500 65.6 40-140 11.6 20
Hexachlorobenzene 0.0307 0.010 mg/L 0.0500 61.4 40-140 16.1 20
Hexachlorobutadiene 0.0113 0.010 mg/L 0.0500 22.7 % 40-140 852 * 20 L-07A
Hexachloroethane 0.0109 0.010 mg/L 0.0500 219 *  40-140 80.1 * 50 L-07A i
2-Methylphenol 0.0279 0.010 mg/L 0.0500 55.8 30-130 4.11 20
3/4-Methylphenol 0.0268 0.010 mg/L 0.0500 53.6 30-130 431 20
Nitrobenzene 0.0282 0.010 mg/L 0.0500 56.4 40-140 8.07 20
Pentachlorophenol 0.0276 0.010 mg/L 0.0500 553 30-130 13.3 50 I
Pyridine 0.0190 0.0050 mg/L 0.0500 38.1 10-140 17.5 50 T
2,4,5-Trichlorophenol 0.0307 0.010 mg/L 0.0500 61.4 30-130 13.0 20
2,4,6-Trichlorophenol 0.0295 0.010 mg/L 0.0500 59.1 30-130 13.7 50 i
Surrogate: 2-Fluorophenol 0.0838 mg/L 0.200 41.9 15-110
Surrogate: Phenol-d6 0.0635 mg/L 0.200 31.7 15-110
Surrogate: Nitrobenzene-d5 0.0650 mg/L 0.100 65.0 30-130
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QUALITY CONTROL

TCLP - Semivolatile Organic Compounds by GC/MS - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279336 - SW-846 3510C
LCS Dup (B279336-BSD1) Prepared: 04/02/21 Analyzed: 04/05/21
Surrogate: 2-Fluorobiphenyl 0.0618 mg/L 0.100 61.8 30-130
Surrogate: 2,4,6-Tribromophenol 0.0694 mg/L 0.100 69.4 15-110
Surrogate: p-Terphenyl-d14 0.0780 mg/L 0.100 78.0 30-130
Matrix Spike (B279336-MS1) Source: 21C1298-01 Prepared: 04/02/21 Analyzed: 04/05/21
2.,4-Dinitrotoluene 0.162 0.050 mg/L 0.250 ND 64.7 40-140
Hexachlorobenzene 0.157 0.050 mg/L 0.250 ND 62.8 40-140
Hexachlorobutadiene 0.135 0.050 mg/L 0.250 ND 54.2 40-140
Hexachloroethane 0.121 0.050 mg/L 0.250 ND 482 40-140
2-Methylphenol 0.150 0.050 mg/L 0.250 ND 59.8 40-140
3/4-Methylphenol 0.145 0.050 mg/L 0.250 ND 58.1 40-140
Nitrobenzene 0.147 0.050 mg/L 0.250 ND 58.8 40-140
Pentachlorophenol 0.145 0.050 mg/L 0.250 ND 58.0 40-140
Pyridine 0.118 0.025 mg/L 0.250 ND 473 40-140
2.,4,5-Trichlorophenol 0.156 0.050 mg/L 0.250 ND 624 40-140
2,4,6-Trichlorophenol 0.149 0.050 mg/L 0.250 ND 59.7 40-140
Surrogate: 2-Fluorophenol 0.604 mg/L 1.00 60.4 15-110
Surrogate: Phenol-d6 0.614 mg/L 1.00 61.4 15-110
Surrogate: Nitrobenzene-dS 0.355 mg/L 0.500 71.0 30-130
Surrogate: 2-Fluorobiphenyl 0.336 mg/L 0.500 67.1 30-130
Surrogate: 2,4,6-Tribromophenol 0.356 mg/L 0.500 71.3 15-110
Surrogate: p-Terphenyl-d14 0.370 mg/L 0.500 73.9 30-130
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QUALITY CONTROL

TCLP - Organochloride Pesticides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279388 - SW-846 3510C
Blank (B279388-BLK1) Prepared: 04/03/21 Analyzed: 04/06/21
gamma-BHC (Lindane) ND 0.029 ng/L
gamma-BHC (Lindane) [2C] ND 0.029 ng/L
Chlordane ND 0.19 ug/L
Chlordane [2C] ND 0.19 ng/L
Endrin ND 0.077 ng/L
Endrin [2C] ND 0.077 ng/L
Heptachlor ND 0.048 ng/L
Heptachlor [2C] ND 0.048 ng/L
Heptachlor Epoxide ND 0.048 ng/L
Heptachlor Epoxide [2C] ND 0.048 ng/L
Methoxychlor ND 0.48 ng/L
Methoxychlor [2C] ND 0.48 ng/L
Toxaphene ND 0.96 ng/L
Toxaphene [2C] ND 0.96 ng/L
Surrogate: Decachlorobiphenyl 1.63 ng/L 1.92 84.9 30-150
Surrogate: Decachlorobiphenyl [2C] 1.76 ng/L 1.92 91.6 30-150
Surrogate: Tetrachloro-m-xylene 1.61 ng/L 1.92 83.7 30-150
Surrogate: Tetrachloro-m-xylene [2C] 1.45 ng/L 1.92 75.6 30-150
LCS (B279388-BS1) Prepared: 04/03/21 Analyzed: 04/06/21
gamma-BHC (Lindane) 0.91 0.030 ng/L 1.00 91.3 40-140
gamma-BHC (Lindane) [2C] 1.0 0.030 ug/L 1.00 100 40-140
Endrin 0.91 0.080 ug/L 1.00 91.3 40-140
Endrin [2C] 1.1 0.080 ng/L 1.00 107 40-140
Heptachlor 0.87 0.050 ng/L 1.00 87.5 40-140
Heptachlor [2C] 0.99 0.050 ng/L 1.00 98.7 40-140
Heptachlor Epoxide 0.88 0.050 ng/L 1.00 88.2 40-140
Heptachlor Epoxide [2C] 1.0 0.050 ug/L 1.00 103 40-140
Methoxychlor 0.94 0.50 ng/L 1.00 94.4 40-140
Methoxychlor [2C] 0.98 0.50 ng/L 1.00 98.1 40-140
Surrogate: Decachlorobiphenyl 1.42 ng/L 2.00 71.1 30-150
Surrogate: Decachlorobiphenyl [2C] 1.52 ng/L 2.00 76.1 30-150
Surrogate: Tetrachloro-m-xylene 1.79 ug/L 2.00 89.4 30-150
Surrogate: Tetrachloro-m-xylene [2C] 1.67 ng/L 2.00 83.4 30-150
LCS Dup (B279388-BSD1) Prepared: 04/03/21 Analyzed: 04/06/21
gamma-BHC (Lindane) 0.90 0.030 ug/L 1.00 90.5 40-140 0915 20
gamma-BHC (Lindane) [2C] 1.0 0.030 ug/L 1.00 102 40-140 1.93 20
Endrin 0.98 0.080 ug/L 1.00 98.3 40-140 7.37 20
Endrin [2C] 1.1 0.080 ug/L 1.00 111 40-140 4.35 20
Heptachlor 0.88 0.050 ng/L 1.00 88.1 40-140 0.788 20
Heptachlor [2C] 1.0 0.050 ug/L 1.00 101 40-140 2.08 20
Heptachlor Epoxide 0.91 0.050 ng/L 1.00 91.0 40-140 3.21 20
Heptachlor Epoxide [2C] 1.1 0.050 ng/L 1.00 106 40-140 3.56 20
Methoxychlor 0.98 0.50 ug/L 1.00 97.8 40-140 3.50 20
Methoxychlor [2C] 1.1 0.50 ug/L 1.00 107 40-140 8.91 20
Surrogate: Decachlorobiphenyl 1.60 ng/L 2.00 80.1 30-150
Surrogate: Decachlorobiphenyl [2C] 1.72 ng/L 2.00 86.1 30-150
Surrogate: Tetrachloro-m-xylene 1.89 ng/L 2.00 94.4 30-150
Surrogate: Tetrachloro-m-xylene [2C] 1.85 ng/L 2.00 92.7 30-150
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QUALITY CONTROL

TCLP - Organochloride Pesticides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279388 - SW-846 3510C
Matrix Spike (B279388-MS1) Source: 21C1298-01 Prepared: 04/03/21 Analyzed: 04/06/21
gamma-BHC (Lindane) 0.92 0.028 ng/L 0.943 ND 97.7 30-150
gamma-BHC (Lindane) [2C] 1.0 0.028 ng/L 0.943 ND 110 30-150
Endrin 1.0 0.075 ug/L 0.943 ND 106 30-150
Endrin [2C] 1.1 0.075 ug/L 0.943 ND 119 30-150
Heptachlor 0.93 0.047 ng/L 0.943 ND 99.0 30-150
Heptachlor [2C] 1.1 0.047 ug/L 0.943 ND 115 30-150
Heptachlor Epoxide 0.96 0.047 ng/L 0.943 ND 101 30-150
Heptachlor Epoxide [2C] 1.1 0.047 ng/L 0.943 ND 115 30-150
Methoxychlor 0.99 0.47 ug/L 0.943 ND 105 30-150
Methoxychlor [2C] 1.1 0.47 ng/L 0.943 ND 119 30-150
Surrogate: Decachlorobiphenyl 1.44 ng/L 1.89 76.3 30-150
Surrogate: Decachlorobiphenyl [2C] 1.58 ng/L 1.89 83.5 30-150
Surrogate: Tetrachloro-m-xylene 1.78 ug/L 1.89 94.4 30-150
Surrogate: Tetrachloro-m-xylene [2C] 1.75 ng/L 1.89 92.9 30-150
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QUALITY CONTROL

TCLP - Herbicides by GC/ECD - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279417 - SW-846 3510C
Blank (B279417-BLK1) Prepared: 04/05/21 Analyzed: 04/06/21
2,4-D ND 0.050 mg/L
2,4-D [2C] ND 0.050 mg/L
2,4,5-TP (Silvex) ND 0.0050 mg/L
2,4,5-TP (Silvex) [2C] ND 0.0050 mg/L
Surrogate: 2,4-Dichlorophenylacetic acid 0.139 mg/L 0.200 69.4 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 0.136 mg/L 0.200 68.2 30-150
[2€]
LCS (B279417-BS1) Prepared: 04/05/21 Analyzed: 04/06/21
2,4-D 0.207 0.050 mg/L 0.250 82.7 40-140
2,4-D [2C] 0213 0.050 mg/L 0.250 85.4 40-140
2,4,5-TP (Silvex) 0.0244 0.0050 mg/L 0.0250 97.7 40-140
2,4,5-TP (Silvex) [2C] 0.0228 0.0050 mg/L 0.0250 91.3 40-140
Surrogate: 2,4-Dichlorophenylacetic acid 0.151 mg/L 0.200 753 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 0.148 mg/L 0.200 74.0 30-150
[2€]
LCS Dup (B279417-BSD1) Prepared: 04/05/21 Analyzed: 04/06/21
2,4-D 0.205 0.050 mg/L 0.250 82.0 40-140 0.915 20
2,4-D [2C] 0.208 0.050 mg/L 0.250 83.4 40-140 2.36 20
2,4,5-TP (Silvex) 0.0247 0.0050 mg/L 0.0250 98.9 40-140 1.30 20
2,4,5-TP (Silvex) [2C] 0.0229 0.0050 mg/L 0.0250 91.8 40-140 0.544 20
Surrogate: 2,4-Dichlorophenylacetic acid 0.114 mg/L 0.200 57.0 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 0.112 mg/L 0.200 55.9 30-150
[2€]
Matrix Spike (B279417-MS1) Source: 21C1298-01 Prepared: 04/05/21 Analyzed: 04/06/21
2,4-D 0.199 0.050 mg/L 0.250 ND 79.7 30-150
2,4-D [2C] 0.204 0.050 mg/L 0.250 ND 81.6 30-150
2,4,5-TP (Silvex) 0.0234 0.0050 mg/L 0.0250 ND 93.6 30-150
2,4,5-TP (Silvex) [2C] 0.0217 0.0050 mg/L 0.0250 ND 86.6 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 0.132 mg/L 0.200 66.1 30-150
Surrogate: 2,4-Dichlorophenylacetic acid 0.131 mg/L 0.200 65.6 30-150

[2€]
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
QUALITY CONTROL

TCLP - Metals Analyses - Quality Control

Reporting Spike Source %REC RPD
Analyte Result Limit Units Level Result %REC Limits RPD Limit Notes
Batch B279189 - SW-846 3010A
Blank (B279189-BLK1) Prepared: 03/31/21 Analyzed: 04/01/21
Arsenic ND 0.050 mg/L
Nickel 0.0058 0.010 mg/L J
Barium ND 0.50 mg/L
Cadmium 0.0016 0.010 mg/L J
Chromium ND 0.050 mg/L
Lead 0.010 0.10 mg/L J
Selenium 0.020 0.050 mg/L J
Silver ND 0.050 mg/L
LCS (B279189-BS1) Prepared: 03/31/21 Analyzed: 04/01/21
Arsenic 0.576 0.050 mg/L 0.500 115 80-120
Nickel 0.555 0.010 mg/L 0.500 111 80-120
Barium 0.553 0.50 mg/L 0.500 111 80-120
Cadmium 0.584 0.010 mg/L 0.500 117 80-120
Chromium 0.549 0.050 mg/L 0.500 110 80-120
Lead 0.565 0.10 mg/L 0.500 113 80-120
Selenium 0.660 0.050 mg/L 0.500 132+ 80-120 L-01
Silver 0.611 0.050 mg/L 0.500 122 = 80-120 L-01
LCS Dup (B279189-BSD1) Prepared: 03/31/21 Analyzed: 04/01/21
Arsenic 0.587 0.050 mg/L 0.500 117 80-120 2.06 20
Nickel 0.557 0.010 mg/L 0.500 111 80-120 0.331 20
Barium 0.556 0.50 mg/L 0.500 111 80-120 0.446 20
Cadmium 0.587 0.010 mg/L 0.500 117 80-120 0.531 20
Chromium 0.551 0.050 mg/L 0.500 110 80-120 0.342 20
Lead 0.570 0.10 mg/L 0.500 114 80-120  0.961 20
Selenium 0.667 0.050 mg/L 0.500 133 = 80-120 1.07 20 L-01
Silver 0.610 0.050 mg/L 0.500 122 * 80-120 0.187 20 L-01
Batch B279194 - SW-846 7470A Prep
Blank (B279194-BLK1) Prepared: 03/31/21 Analyzed: 04/01/21
Mercury ND 0.00010 mg/L
LCS (B279194-BS1) Prepared: 03/31/21 Analyzed: 04/01/21
Mercury 0.00404 0.00010 mg/L 0.00400 101 80-120
LCS Dup (B279194-BSD1) Prepared: 03/31/21 Analyzed: 04/01/21
Mercury 0.00380 0.00010 mg/L 0.00400 95.1 80-120 5.93 20
Matrix Spike (B279194-MS1) Source: 21C1298-01 Prepared: 03/31/21 Analyzed: 04/01/21
Mercury 0.00409 0.00010 mg/L 0.00400  0.0000513 101 75-125
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Lab Sample ID:

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

BREAKDOWN REPORT

S058476-PEM1

Analyzed: 04/05/2021
Column Number: 1
Analyte % Breakdown
4,4-DDT [1] 5.72
Endrin [1] 4.74
Column Number: 2
Analyte % Breakdown
4,4-DDT [2] 3.52
Endrin [2] 3.83

Lab Sample ID:

BREAKDOWN REPORT

S058476-PEM2

Analyzed: 04/05/2021
Column Number: 1
Analyte % Breakdown
4,4-DDT [1] 5.60
Endrin [1] 5.05
Column Number: 2
Analyte % Breakdown
4,4-DDT [2] 3.59
Endrin [2] 4.10
BREAKDOWN REPORT
Lab Sample ID: S058476-PEM3 Analyzed: 04/06/2021
Column Number: 1
Analyte % Breakdown
4,4-DDT [1] 4.51
Endrin [1] 3.93
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Lab Sample ID:

S058476-PEM3

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

BREAKDOWN REPORT

Analyzed: 04/06/2021
Column Number: 2
Analyte % Breakdown
4,4-DDT [2] 2.85
Endrin [2] 3.02
BREAKDOWN REPORT
Lab Sample ID: S058476-PEM4 Analyzed: 04/06/2021
Column Number: 1
Analyte % Breakdown
4,4-DDT [1] 5.15
Endrin [1] 7.66
Column Number: 2
Analyte % Breakdown
4,4-DDT [2] 3.29
Endrin [2] 5.93
BREAKDOWN REPORT
Lab Sample ID: S058476-PEMS Analyzed: 04/06/2021
Column Number: 1
Analyte % Breakdown
44-DDT[1] 5.10
Endrin [1] 4.35
Column Number: 2
Analyte % Breakdown
4,4-DDT [2] 3.31
Endrin [2] 3.36
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES

SW-846 8157A
Lab Sample ID: 21C1298-01 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD 8 Instrument ID (2): ECD 8
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW | coNCENTRATION | %RPD
FROM TO
2,4-DB 1 17.050 | 0.000 0.000 32
2 16.967 | 0.000 0.000 23 32.7
Aroclor-1254 1 0.000 | 0.000 0.000 0.029
2 0.000 0.000 0.000 0.029 0.0
MCPP 1 12.222 | 0.000 0.000 3900
2 11.751 0.000 0.000 4700 18.6
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS
SW-846 80818
Lab Sample ID: B279314-BS1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD6A Instrument ID (2): ECD6B
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW _ | cONCENTRATION | %RPD
FROM TO
4,4-DDD 1 7.641 0.000 0.000 0.48
2 7.588 0.000 0.000 0.57 17.1
4,4'-DDE 1 7.182 0.000 0.000 0.48
2 7.143 0.000 0.000 0.58 18.9
4,4-DDT 1 7.860 0.000 0.000 0.48
2 7.834 0.000 0.000 0.55 13.6
Alachlor 1 6.590 0.000 0.000 0.41
2 6.284 0.000 0.000 0.42 2.4
Aldrin 1 6.499 0.000 0.000 0.47
2 6.360 0.000 0.000 0.52 10.1
alpha-BHC 1 5.735 0.000 0.000 0.46
2 5.608 0.000 0.000 0.49 6.3
beta-BHC 1 6.008 0.000 0.000 0.45
2 5.893 0.000 0.000 0.46 2.2
delta-BHC 1 6.134 0.000 0.000 0.43
2 6.091 0.000 0.000 0.45 4.6
Dieldrin 1 7.421 0.000 0.000 0.44
2 7.264 0.000 0.000 0.54 20.4
Endosulfan | 1 7.239 0.000 0.000 0.46
2 7.058 0.000 0.000 0.50 8.3
Endosulfan Il 1 7.775 0.000 0.000 0.45
2 7.661 0.000 0.000 0.49 8.5
Endosulfan Sulfate 1 8.384 0.000 0.000 0.44
2 8.129 0.000 0.000 0.50 12.8
Endrin 1 7.602 0.000 0.000 0.46
2 7.497 0.000 0.000 0.53 14.1
Endrin Aldehyde 1 8.092 0.000 0.000 0.46
2 7.926 0.000 0.000 0.49 6.3
Endrin Ketone 1 8.561 0.000 0.000 0.47
2 8.480 0.000 0.000 0.50 6.2
gamma-BHC (Lindane) 1 5.950 0.000 0.000 0.44
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS
SW-846 80818
Lab Sample ID: B279314-BS1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD6A Instrument ID (2): ECD6B
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW _ | cONCENTRATION | %RPD
FROM TO
2 5.839 0.000 0.000 0.49 10.8
Heptachlor 1 6.282 0.000 0.000 0.45
2 6.136 0.000 0.000 0.51 12.5
Heptachlor Epoxide 1 6.941 0.000 0.000 0.44
2 6.769 0.000 0.000 0.50 12.8
Hexachlorobenzene 1 5.621 0.000 0.000 0.49
2 5.519 0.000 0.000 0.56 13.3
Methoxychlor 1 8.207 0.000 0.000 0.47
2 8.331 0.000 0.000 0.52 10.1

| Page550f84 |




con-test’

A Pace Analytical® Laboratory

Table of Contents

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS Dup
SW-846 80818
Lab Sample ID: B279314-BSD1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD6A Instrument ID (2): ECD6B
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW _ | cONCENTRATION | %RPD
FROM TO
4,4-DDD 1 7.641 0.000 0.000 0.51
2 7.587 0.000 0.000 0.60 16.2
4,4'-DDE 1 7.183 0.000 0.000 0.51
2 7.143 0.000 0.000 0.60 16.2
4,4-DDT 1 7.860 0.000 0.000 0.51
2 7.834 0.000 0.000 0.58 12.8
Alachlor 1 6.589 0.000 0.000 0.43
2 6.284 0.000 0.000 0.44 23
Aldrin 1 6.499 0.000 0.000 0.49
2 6.360 0.000 0.000 0.54 9.7
alpha-BHC 1 5.734 0.000 0.000 0.49
2 5.608 0.000 0.000 0.51 4.0
beta-BHC 1 6.007 0.000 0.000 0.47
2 5.892 0.000 0.000 0.48 2.1
delta-BHC 1 6.133 0.000 0.000 0.45
2 6.090 0.000 0.000 0.47 4.4
Dieldrin 1 7.420 0.000 0.000 0.46
2 7.264 0.000 0.000 0.57 19.2
Endosulfan | 1 7.239 0.000 0.000 0.49
2 7.057 0.000 0.000 0.53 7.8
Endosulfan Il 1 7.775 0.000 0.000 0.47
2 7.661 0.000 0.000 0.52 10.1
Endosulfan Sulfate 1 8.384 0.000 0.000 0.44
2 8.129 0.000 0.000 0.53 18.6
Endrin 1 7.601 0.000 0.000 0.49
2 7.497 0.000 0.000 0.55 11.5
Endrin Aldehyde 1 8.093 0.000 0.000 0.46
2 7.927 0.000 0.000 0.49 6.3
Endrin Ketone 1 8.561 0.000 0.000 0.50
2 8.479 0.000 0.000 0.53 5.8
gamma-BHC (Lindane) 1 5.950 0.000 0.000 0.46
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS Dup
SW-846 80818
Lab Sample ID: B279314-BSD1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD6A Instrument ID (2): ECD6B
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW __ | cONCENTRATION | %RPD
FROM TO
2 5.838 0.000 0.000 0.51 10.3
Heptachlor 1 6.282 0.000 0.000 0.48
2 6.136 0.000 0.000 0.54 11.8
Heptachlor Epoxide 1 6.941 0.000 0.000 0.46
2 6.768 0.000 0.000 0.53 12.0
Hexachlorobenzene 1 5.620 0.000 0.000 0.51
2 5.519 0.000 0.000 0.57 11.1
Methoxychlor 1 8.207 0.000 0.000 0.48
2 8.330 0.000 0.000 0.54 11.8
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS
SW-846 8151A
Lab Sample ID: B279322-BS1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD 8 Instrument ID (2): ECD 8
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW _ | cONCENTRATION | %RPD
FROM TO
2,4,5-T 1 16.355 0.000 0.000 11.6
2 16.204 | 0.000 0.000 11.8 1.7
2,4,5-TP (Silvex) 1 15.735 0.000 0.000 12.3
2 15.361 0.000 0.000 11.3 6.0
24-D 1 13.883 0.000 0.000 101
2 13.612 | 0.000 0.000 104 3.9
2,4-DB 1 17.045 0.000 0.000 83.0
2 16.966 | 0.000 0.000 82.4 0.7
Dalapon 1 4.736 0.000 0.000 180
2 4.328 0.000 0.000 161 11.1
Dicamba 1 11.751 0.000 0.000 11.2
2 11.403 | 0.000 0.000 11.6 5.3
Dichloroprop 1 13.371 0.000 0.000 115
2 12.935 | 0.000 0.000 109 9.6
Dinoseb 1 17.669 | 0.000 0.000 13.9
2 17.184 | 0.000 0.000 14.5 35
MCPA 1 12.580 0.000 0.000 10200
2 12.244 | 0.000 0.000 11600 14.8
MCPP 1 12.245 | 0.000 0.000 12000
2 11.746 | 0.000 0.000 10700 11.5
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS Dup
SW-846 8151A
Lab Sample ID: B279322-BSD1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD 8 Instrument ID (2): ECD 8
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW _ | cONCENTRATION | %RPD
FROM TO
2,4,5-T 1 16.355 0.000 0.000 10.9
2 16.205 | 0.000 0.000 11.0 0.0
2,4,5-TP (Silvex) 1 15.735 | 0.000 0.000 11.5
2 15.361 0.000 0.000 10.7 11.5
24-D 1 13.884 0.000 0.000 95.1
2 13.613 | 0.000 0.000 98.1 3.2
2,4-DB 1 17.045 0.000 0.000 80.4
2 16.967 | 0.000 0.000 80.5 0.6
Dalapon 1 4.736 0.000 0.000 171
2 4.328 0.000 0.000 151 11.8
Dicamba 1 11.751 0.000 0.000 10.7
2 11.403 | 0.000 0.000 10.8 1.8
Dichloroprop 1 13.371 0.000 0.000 108
2 12.935 | 0.000 0.000 103 6.6
Dinoseb 1 17.670 | 0.000 0.000 8.08
2 17.185 | 0.000 0.000 8.92 9.6
MCPA 1 12.579 0.000 0.000 9610
2 12,241 0.000 0.000 9430 1.8
MCPP 1 12.245 | 0.000 0.000 11300
2 11.744 | 0.000 0.000 10200 7.6
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IDENTIFICATION SUMMARY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

FOR SINGLE COMPONENT ANALYTES LCS
SW-846 80818
Lab Sample ID: B279388-BS1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD6 Instrument ID (2): ECD6
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW __ | cONCENTRATION | %RPD
FROM TO
Endrin 1 7.604 0.000 0.000 0.91
2 7.498 0.000 0.000 1.1 18.9
gamma-BHC (Lindane) 1 5.952 0.000 0.000 0.91
2 5.839 0.000 0.000 1.0 9.4
Heptachlor 1 6.285 0.000 0.000 0.87
2 6.136 0.000 0.000 0.99 11.8
Heptachlor Epoxide 1 6.944 0.000 0.000 0.88
2 6.769 0.000 0.000 1.0 12.8
Methoxychlor 1 8.210 0.000 0.000 0.94
2 8.332 0.000 0.000 0.98 4.2
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IDENTIFICATION SUMMARY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

FOR SINGLE COMPONENT ANALYTES LCS Dup
SW-846 80818
Lab Sample ID: B279388-BSD1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD6 Instrument ID (2): ECD6
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RT WINDOW CONCENTRATION | %RPD
FROM TO
Endrin 1 7.605 0.000 0.000 0.98
2 7.498 0.000 0.000 1.1 11.5
gamma-BHC (Lindane) 1 5.952 0.000 0.000 0.90
2 5.840 0.000 0.000 1.0 9.4
Heptachlor 1 6.285 0.000 0.000 0.88
2 6.137 0.000 0.000 1.0 12.8
Heptachlor Epoxide 1 6.945 0.000 0.000 0.91
2 6.769 0.000 0.000 1.1 18.9
Methoxychlor 1 8.210 | 0.000 0.000 0.98
2 8.332 0.000 0.000 1.1 11.5
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IDENTIFICATION SUMMARY

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

FOR SINGLE COMPONENT ANALYTES Matrix Spike
SW-846 80818
Lab Sample ID: B279388-MS1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD6 Instrument ID (2): ECD6
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RT WINDOW CONCENTRATION | %RPD
FROM TO
Endrin 1 7.601 0.000 0.000 1.0
2 7.496 0.000 0.000 1.1 9.5
gamma-BHC (Lindane) 1 5.949 0.000 0.000 0.92
2 5.838 0.000 0.000 1.0 8.3
Heptachlor 1 6.282 0.000 0.000 0.93
2 6.135 0.000 0.000 1.1 16.7
Heptachlor Epoxide 1 6.941 0.000 0.000 0.96
2 6.768 0.000 0.000 1.1 13.6
Methoxychlor 1 8.207 | 0.000 0.000 0.99
2 8.331 0.000 0.000 1.1 10.5
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS
SW-846 8157A
Lab Sample ID: B279417-BS1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD 8 Instrument ID (2): ECD 8
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW _ | cONCENTRATION | %RPD
FROM TO
2,4,5-TP (Silvex) 1 15.733 | 0.000 0.000 0.0244
2 15.359 0.000 0.000 0.0228 5.1
2,4-D 1 13.882 0.000 0.000 0.207
2 13.611 0.000 0.000 0.213 1.4
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS Dup
SW-846 81571A
Lab Sample ID: B279417-BSD1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD 8 Instrument ID (2): ECD 8
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW __ | cONCENTRATION | %RPD
FROM TO
2,4,5-TP (Silvex) 1 15.733 0.000 0.000 0.0247
2 15.358 0.000 0.000 0.0229 8.8
2,4-D 1 13.884 0.000 0.000 0.205
2 13.610 0.000 0.000 0.208 1.0
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES Matrix Spike
SW-846 8157A
Lab Sample ID: B279417-MS1 Date(s) Analyzed: 04/06/2021 04/06/2021
Instrument ID (1): ECD 8 Instrument ID (2): ECD 8
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW _ | cONCENTRATION | %RPD
FROM TO
2,4,5-TP (Silvex) 1 15.732 | 0.000 0.000 0.0234
2 15.359 0.000 0.000 0.0217 5.8
2,4-D 1 13.882 0.000 0.000 0.199
2 13.612 0.000 0.000 0.204 2.0
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39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS
SW-846 8082A
Lab Sample ID: B279631-BS1 Date(s) Analyzed: 04/02/2021 04/02/2021
Instrument ID (1): ECD10 Instrument ID (2): ECD10
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RT WINDOW CONCENTRATION | %RPD
FROM TO
Aroclor-1016 1 0.000 0.000 0.000 0.18
2 0.000 0.000 0.000 0.18 0.0
Aroclor-1260 1 0.000 0.000 0.000 0.17
2 0.000 0.000 0.000 0.17 0.0

| Page660f8s |




con-test’

A Pace Analytical® Laboratory

Table of Contents

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

IDENTIFICATION SUMMARY

FOR SINGLE COMPONENT ANALYTES LCS Dup
SW-846 8082A
Lab Sample ID: B279631-BSD1 Date(s) Analyzed: 04/02/2021 04/02/2021
Instrument ID (1): ECD10 Instrument ID (2): ECD10
GC Column (1): ID: (mm) GC Column (2): ID: (mm)
ANALYTE coL RT RTWINDOW __ | cONCENTRATION | %RPD
FROM TO
Aroclor-1016 1 0.000 0.000 0.000 0.19
2 0.000 0.000 0.000 0.19 0.0
Aroclor-1260 1 0.000 0.000 0.000 0.18
2 0.000 0.000 0.000 0.18 0.0
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ND

RL

DL
MCL

L-02

L-07A

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332
FLAG/QUALIFIER SUMMARY

QC result is outside of established limits.

Wide recovery limits established for difficult compound.
Wide RPD limits established for difficult compound.

Data exceeded client recommended or regulatory level

Not Detected

Reporting Limit is at the level of quantitation (LOQ)
Detection Limit is the lower limit of detection determined by the MDL study

Maximum Contaminant Level

Percent recoveries and relative percent differences (RPDs) are determined by the software using values in the
calculation which have not been rounded.

No results have been blank subtracted unless specified in the case narrative section.

Sample received by laboratory with insufficient time remaining to perform analysis within the recommended
holding time.

Detected but below the Reporting Limit (lowest calibration standard); therefore, result is an estimated
concentration (CLP J-Flag).

Laboratory fortified blank/laboratory control sample recovery outside of control limits. Data validation is not
affected since all results are "not detected" for all samples in this batch for this compound and bias is on the high
side.

Laboratory fortified blank/laboratory control sample recovery and duplicate recoveries outside of control limits.
Data validation is not affected since all results are "not detected" for associated samples in this batch and bias is
on the high side.

Either laboratory fortified blank/laboratory control sample or duplicate recovery is outside of control limits, but
the other is within limits. RPD outside of control limits. Reduced precision anticipated for any reported result for
this compound.

Laboratory fortified blank duplicate RPD is outside of control limits. Reduced precision is anticipated for any
reported value for this compound.

The surrogate recovery for this sample cannot be accurately quantified due to interference from coeluting organic
compounds present in the sample extract.

Continuing calibration verification (CCV) did not meet method specifications and was biased on the low side for
this compound.

Continuing calibration verification (CCV) did not meet method specifications and was biased on the high side for
this compound.

Continuing calibration verification (CCV) did not meet method specifications and was biased on the high side.
Data validation is not affected since sample result was "not detected" for this compound.

Initial calibration verification (ICV) did not meet method specifications and was biased on the low side for this
compound. Reported result is estimated.

Initial calibration verification (ICV) did not meet method specifications and was biased on the high side for this
compound. Reported result is estimated.
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Certified Analyses included in this Report

Analyte

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

CERTIFICATIONS

Certifications

SW-846 1030 in Product/Solid

Ignitability
SW-846 6010D in Product/Solid

Aluminum
Antimony
Arsenic
Barium
Beryllium
Cadmium
Calcium
Chromium
Cobalt
Copper
Iron

Lead
Magnesium
Manganese
Nickel
Potassium
Selenium
Silver
Sodium
Thallium
Vanadium
Zinc

SW-846 6010D in Water

Arsenic
Nickel
Barium
Cadmium
Chromium
Lead
Selenium
Silver

SW-846 7470A in Water

Mercury
SW-846 7471B in Product/Solid

Mercury

SW-846 8081B in Product/Solid

Alachlor
Alachlor [2C]
Aldrin

Aldrin [2C]
alpha-BHC
alpha-BHC [2C]
beta-BHC

NY,NH,NC,CT,ME,VA

CT,NH,NY,ME,VA,NC
CT,NH,NY,ME,VA,NC
CT,NH,NY,ME,VA,NC
CT,NH,NY,ME,VA,NC
CT,NH,NY,ME,VA,NC
CT,NH,NY,ME,VA,NC
CT,ME,NH,NY,VA,NC
CT,NH,NY,ME,VA,NC
CT,NH,NY,ME,VA,NC
CT,NH,NY,ME,VA,NC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VANC
CT,NH,NY,ME,VA,NC
CT,NH,NY,ME,VA,NC

NY,CT,NC,ME,NH,VA
CT,NC,NH,ME,NY,VA
NY,CT,ME,NC,NH,VA
NY,CT,ME,NC,NH,VA
NY,CT,ME,NC,NH,VA
NY,CT,ME,NC,NH,VA
CT,ME,NC,NH,NY,VA
CT,ME,NC,NH,NY,VA

CT,ME,NC,NH,NY,VA

CT,NH,NY,ME,NC,VA

NC
NC

CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
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Certified Analyses included in this Report

Analyte

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

CERTIFICATIONS

Certifications

SW-846 8081B in Product/Solid

beta-BHC [2C]

delta-BHC

delta-BHC [2C]

gamma-BHC (Lindane)

gamma-BHC (Lindane) [2C]

Chlordane

Chlordane [2C]

4,4-DDD

4,4-DDD [2C]

4,4-DDE

4,4-DDE [2C]

4,4-DDT

4,4-DDT [2C]

Dieldrin

Dieldrin [2C]

Endosulfan I

Endosulfan I [2C]

Endosulfan II

Endosulfan II [2C]

Endosulfan Sulfate

Endosulfan Sulfate [2C]

Endrin

Endrin [2C]

Endrin Aldehyde

Endrin Aldehyde [2C]

Endrin Ketone

Endrin Ketone [2C]

Heptachlor

Heptachlor [2C]

Heptachlor Epoxide

Heptachlor Epoxide [2C]

Methoxychlor

Methoxychlor [2C]

Toxaphene

Toxaphene [2C]
SW-846 8081B in Water

Alachlor
Alachlor
Alachlor [2C]
Alachlor [2C]
Aldrin

Aldrin

Aldrin [2C]
Aldrin [2C]
alpha-BHC
alpha-BHC

CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
NC

NC

CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA

NC
NC

NC

NC

CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
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Certified Analyses included in this Report

Analyte

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

CERTIFICATIONS

Certifications

SW-846 8081B in Water

alpha-BHC [2C]
alpha-BHC [2C]
beta-BHC

beta-BHC

beta-BHC [2C]
beta-BHC [2C]
delta-BHC

delta-BHC

delta-BHC [2C]
delta-BHC [2C]
gamma-BHC (Lindane)
gamma-BHC (Lindane)
gamma-BHC (Lindane) [2C]
gamma-BHC (Lindane) [2C]
Chlordane

Chlordane

Chlordane [2C]
Chlordane [2C]
4,4-DDD

4,4-DDD

4,4-DDD [2C]
4,4-DDD [2C]

4,4 -DDE

4,4 DDE

4,4-DDE [2C]
4,4-DDE [2C]

4,4 -DDT

4,4 -DDT

4,4-DDT [2C]
4,4-DDT [2C]

Dieldrin

Dieldrin

Dieldrin [2C]

Dieldrin [2C]
Endosulfan I
Endosulfan I
Endosulfan I [2C]
Endosulfan I [2C]
Endosulfan II
Endosulfan II
Endosulfan II [2C]
Endosulfan II [2C]
Endosulfan Sulfate
Endosulfan Sulfate
Endosulfan Sulfate [2C]
Endosulfan Sulfate [2C]

Endrin

CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA

| Page710f84 |




®

con-test

A Pace Analytical® Laboratory

Table of Contents

Certified Analyses included in this Report

Analyte

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

CERTIFICATIONS

Certifications

SW-846 8081B in Water

Endrin

Endrin [2C]

Endrin [2C]

Endrin Aldehyde

Endrin Aldehyde

Endrin Aldehyde [2C]

Endrin Aldehyde [2C]

Endrin Ketone

Endrin Ketone

Endrin Ketone [2C]

Endrin Ketone [2C]

Heptachlor

Heptachlor

Heptachlor [2C]

Heptachlor [2C]

Heptachlor Epoxide

Heptachlor Epoxide

Heptachlor Epoxide [2C]

Heptachlor Epoxide [2C]

Hexachlorobenzene

Hexachlorobenzene

Hexachlorobenzene [2C]

Hexachlorobenzene [2C]

Methoxychlor

Methoxychlor

Methoxychlor [2C]

Methoxychlor [2C]

Toxaphene

Toxaphene

Toxaphene [2C]

Toxaphene [2C]
SW-846 8082A in Product/Solid

Aroclor-1016
Aroclor-1016 [2C]
Aroclor-1221
Aroclor-1221 [2C]
Aroclor-1232
Aroclor-1232 [2C]
Aroclor-1242
Aroclor-1242 [2C]
Aroclor-1248
Aroclor-1248 [2C]
Aroclor-1254
Aroclor-1254 [2C]
Aroclor-1260
Aroclor-1260 [2C]

CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
NC

NC

NC

NC

CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
NC

NC

NC

NC

CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA
CT,NH,NY,ME,NC,VA
CT,ME,NC,NH,NY,VA

CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
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Certified Analyses included in this Report

Analyte

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

CERTIFICATIONS

Certifications

SW-846 8082A in Product/Solid

Aroclor-1262
Aroclor-1262 [2C]
Aroclor-1268
Aroclor-1268 [2C]
SW-846 8082A in Soil

Aroclor-1016
Aroclor-1016 [2C]
Aroclor-1221
Aroclor-1221 [2C]
Aroclor-1232
Aroclor-1232 [2C]
Aroclor-1242
Aroclor-1242 [2C]
Aroclor-1248
Aroclor-1248 [2C]
Aroclor-1254
Aroclor-1254 [2C]
Aroclor-1260
Aroclor-1260 [2C]
Aroclor-1262
Aroclor-1262 [2C]
Aroclor-1268
Aroclor-1268 [2C]
SW-846 80824 in Water

Aroclor-1016
Aroclor-1016 [2C]
Aroclor-1221
Aroclor-1221 [2C]
Aroclor-1232
Aroclor-1232 [2C]
Aroclor-1242
Aroclor-1242 [2C]
Aroclor-1248
Aroclor-1248 [2C]
Aroclor-1254
Aroclor-1254 [2C]
Aroclor-1260
Aroclor-1260 [2C]
Aroclor-1262
Aroclor-1262 [2C]
Aroclor-1268
Aroclor-1268 [2C]
SW-846 81514 in Product/Solid

24-D
2,4-D [2C]
2,4-DB

NH,NY,NC,ME,VA,PA
NH,NY,NC,ME,VA,PA
NH,NY,NC,ME,VA,PA
NH,NY,NC,ME,VA,PA

CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA PA
CT,NH,NY,NC,ME,VA,PA
NH,NY,NC,ME,VA PA

NH,NY,NC,ME,VA PA

NH,NY,NC,ME,VA,PA

NH,NY,NC,ME,VA,PA

CT,NH,NY,NC,ME,VA ,PA
CT,NH,NY,NC,ME, VA ,PA
CT,NH,NY,NC,ME,VA ,PA
CT,NH,NY,NC,ME,VA ,PA
CT,NH,NY,NC,ME,VA ,PA
CT,NH,NY,NC,ME, VA ,PA
CT,NH,NY,NC,ME,VA ,PA
CT,NH,NY,NC,ME,VA ,PA
CT,NH,NY,NC,ME,VA ,PA
CT,NH,NY,NC,ME,VA ,PA
CT,NH,NY,NC,ME,VA ,PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA,PA
CT,NH,NY,NC,ME,VA,PA
NH,NY,NC,ME,VA,PA

NH,NY,NC,ME,VA,PA

NH,NY,NC,ME,VA,PA

NH,NY,NC,ME,VA,PA

ME,NC,NH,NY,VA,CT
ME,NC,NH,NY,VA,CT
ME,NC,NH,NY,VA,CT
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Analyte

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

CERTIFICATIONS

Certifications

SW-846 8151A in Product/Solid

2,4-DB [2C]
2,4,5-TP (Silvex)
2,4,5-TP (Silvex) [2C]
2,4,5-T
2,4,5-T [2C]
Dalapon
Dalapon [2C]
Dicamba
Dicamba [2C]
Dichloroprop
Dichloroprop [2C]
Dinoseb
Dinoseb [2C]
MCPA
MCPA [2C]
MCPP
MCPP [2C]

SW-846 81514 in Water

2,4-D

2,4-D [2C]

2,4-DB

2,4-DB [2C]

2,4,5-TP (Silvex)

2,4,5-TP (Silvex) [2C]

2,4,5-T

2,4,5-T [2C]

Dalapon

Dalapon [2C]

Dicamba

Dicamba [2C]

Dichloroprop

Dichloroprop [2C]

Dinoseb

Dinoseb [2C]

MCPA

MCPA [2C]

MCPP

MCPP [2C]
SW-846 8270D-E in Product/Solid

Acenaphthene
Acenaphthylene
Acetophenone
Aniline
Anthracene
Benzidine

Benzo(a)anthracene

ME,NC,NH,NY,VA,CT
ME,NC,NH,NY,VA,CT
ME,NC,NH,NY,VA,CT
ME,NC,NH,NY,VA,CT
ME,NC,NH,NY,VA,CT
ME,NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME.NC,NH,NY,VA,CT
ME,NC,NH,NY,VA,CT

ME.NC,NH,CT,NY,VA
ME.NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
NC,CT

NC,CT

NC,CT

NC,CT

CTNY,NH,NC,ME,VA
CTNY,NH,NC,ME,VA
NY,NH,NC,ME,VA

NY,NH,NC,ME,VA

CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
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Analyte

39 Spruce Street * East Longmeadow, MA 01028 * FAX 413/525-6405 * TEL. 413/525-2332

CERTIFICATIONS

Certifications

SW-846 8270D-E in Product/Solid

Benzo(a)pyrene
Benzo(b)fluoranthene
Benzo(g,h,i)perylene
Benzo(k)fluoranthene
Benzoic Acid
Bis(2-chloroethoxy)methane
Bis(2-chloroethyl)ether
Bis(2-chloroisopropyl)ether
Bis(2-Ethylhexyl)phthalate
4-Bromophenylphenylether
Butylbenzylphthalate
Carbazole

4-Chloroaniline
4-Chloro-3-methylphenol
2-Chloronaphthalene
2-Chlorophenol
4-Chlorophenylphenylether
Chrysene
Dibenz(a,h)anthracene
Dibenzofuran
Di-n-butylphthalate
1,2-Dichlorobenzene
1,3-Dichlorobenzene
1,4-Dichlorobenzene
3,3-Dichlorobenzidine
2,4-Dichlorophenol
Diethylphthalate
2,4-Dimethylphenol
Dimethylphthalate
4,6-Dinitro-2-methylphenol
2,4-Dinitrophenol
2,4-Dinitrotoluene
2,6-Dinitrotoluene
Di-n-octylphthalate
1,2-Diphenylhydrazine/Azobenzene
Fluoranthene

Fluorene
Hexachlorobenzene
Hexachlorobutadiene
Hexachlorocyclopentadiene
Hexachloroethane
Indeno(1,2,3-cd)pyrene
Isophorone
1-Methylnaphthalene
2-Methylnaphthalene
2-Methylphenol
3/4-Methylphenol

CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
NC
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
NY,NH,NC,ME,VA
NY,NH,NC,ME,VA
NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
NC
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
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Analyte
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CERTIFICATIONS

Certifications

SW-846 8270D-E in Product/Solid

Naphthalene
2-Nitroaniline
3-Nitroaniline
4-Nitroaniline
Nitrobenzene
2-Nitrophenol
4-Nitrophenol
N-Nitrosodimethylamine
N-Nitrosodi-n-propylamine
Pentachloronitrobenzene
Pentachlorophenol
Phenanthrene
Phenol
Pyrene
Pyridine
1,2,4,5-Tetrachlorobenzene
1,2,4-Trichlorobenzene
2,4,5-Trichlorophenol
2,4,6-Trichlorophenol
2-Fluorophenol

SW-846 8270D-E in Water

Acenaphthene
Acenaphthene
Acenaphthylene
Acenaphthylene
Acetophenone
Acetophenone
Aniline

Aniline

Anthracene
Anthracene
Benzidine
Benzo(a)anthracene
Benzo(a)anthracene
Benzo(a)pyrene
Benzo(a)pyrene
Benzo(b)fluoranthene
Benzo(b)fluoranthene
Benzo(g,h,i)perylene
Benzo(g,h,i)perylene
Benzo(k)fluoranthene
Benzo(k)fluoranthene
Benzoic Acid
Bis(2-chloroethoxy)methane
Bis(2-chloroethoxy)methane

Bis(2-chloroethyl)ether

CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
NY,NC
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
NY,NC
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
CT,NY,NH,NC,ME,VA
NC

CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
NY,NC
ME,NC,NH,NY
CT,NY,NC,ME,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
ME.NC,NH,NY,VA
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SW-846 8270D-E in Water

Bis(2-chloroethyl)ether
Bis(2-chloroisopropyl)ether
Bis(2-chloroisopropyl)ether
Bis(2-Ethylhexyl)phthalate
Bis(2-Ethylhexyl)phthalate
4-Bromophenylphenylether
4-Bromophenylphenylether
Butylbenzylphthalate
Butylbenzylphthalate
Carbazole

4-Chloroaniline
4-Chloroaniline
4-Chloro-3-methylphenol
2-Chloronaphthalene
2-Chloronaphthalene
2-Chlorophenol
2-Chlorophenol
4-Chlorophenylphenylether
Chrysene

Chrysene
Dibenz(a,h)anthracene
Dibenz(a,h)anthracene
Dibenzofuran
Dibenzofuran
Di-n-butylphthalate
Di-n-butylphthalate
1,2-Dichlorobenzene
1,2-Dichlorobenzene
1,3-Dichlorobenzene
1,3-Dichlorobenzene
1,4-Dichlorobenzene
1,4-Dichlorobenzene
3,3-Dichlorobenzidine
3,3-Dichlorobenzidine
2,4-Dichlorophenol
2,4-Dichlorophenol
Diethylphthalate
Diethylphthalate
2,4-Dimethylphenol
2,4-Dimethylphenol
Dimethylphthalate
Dimethylphthalate
4,6-Dinitro-2-methylphenol
2,4-Dinitrophenol
2,4-Dinitrophenol
2,4-Dinitrotoluene

2,4-Dinitrotoluene

CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
NC
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
NC,NY,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME.NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,CT,NY,VA
CT,NY,NC,ME,NH,VA
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SW-846 8270D-E in Water

2,6-Dinitrotoluene
2,6-Dinitrotoluene
Di-n-octylphthalate
Di-n-octylphthalate
1,2-Diphenylhydrazine/Azobenzene
1,2-Diphenylhydrazine/Azobenzene
Fluoranthene
Fluoranthene

Fluorene

Fluorene
Hexachlorobenzene
Hexachlorobenzene
Hexachlorobutadiene
Hexachlorobutadiene
Hexachlorocyclopentadiene
Hexachloroethane
Hexachloroethane
Indeno(1,2,3-cd)pyrene
Indeno(1,2,3-cd)pyrene
Isophorone

Isophorone
1-Methylnaphthalene
2-Methylnaphthalene
2-Methylnaphthalene
2-Methylphenol
2-Methylphenol
3/4-Methylphenol
3/4-Methylphenol
Naphthalene
Naphthalene
2-Nitroaniline
3-Nitroaniline
4-Nitroaniline
Nitrobenzene
Nitrobenzene
2-Nitrophenol
2-Nitrophenol
4-Nitrophenol
4-Nitrophenol
N-Nitrosodimethylamine
N-Nitrosodi-n-propylamine
Pentachloronitrobenzene
Pentachlorophenol
Pentachlorophenol
Phenanthrene
Phenanthrene

Phenol

CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY
NY,NC
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,CT,NY,VA
ME,NC,NH,CT,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,CT,NY,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
NC
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,NH,VA
ME,NC,NH,CT
CT,NY,NC,NH,VA
ME,NC,NH,CT
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,CT,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
NC
ME,NC,NH,CT,NY,VA
CT,NY,NC,ME,NH,VA
CT,NY,NC,ME,NH,VA
ME,NC,NH,NY,VA
CT,NY,NC,ME,NH,VA
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SW-846 8270D-E in Water

Phenol ME,NC,NH,NY,VA
Pyrene CT,NY,NC,ME,NH,VA
Pyrene ME,\NC,NH,NY,VA
Pyridine CT,NY,NC,ME,NH,VA
Pyridine ME,NC,NH,CT,NY,VA
1,2,4,5-Tetrachlorobenzene NY,NC
1,2,4-Trichlorobenzene ME,NC,NH,NY,VA
1,2,4-Trichlorobenzene CT,NY,NC,ME,NH,VA
2,4,5-Trichlorophenol ME,NC,NH,CT,NY,VA
2,4,5-Trichlorophenol CT,NY,NC,ME,NH,VA
2,4,6-Trichlorophenol CT,NY,NC,ME,NH,VA
2,4,6-Trichlorophenol ME,NC,NH,CT,NY,VA
2-Fluorophenol NC

2-Fluorophenol NC

Con-Test, a Pace Environmental Laboratory, operates under the following certifications and accreditations:

Code Description Number Expires
ATHA AIHA-LAP, LLC - 1SO17025:2017 100033 03/1/2022
MA Massachusetts DEP M-MA100 06/30/2021
CT Connecticut Department of Publilc Health PH-0165 12/31/2022
NY New York State Department of Health 10899 NELAP 04/1/2022
NH-S New Hampshire Environmental Lab 2516 NELAP 02/5/2022
RI Rhode Island Department of Health LAO00112 12/30/2021
NC North Carolina Div. of Water Quality 652 12/31/2021
NJ New Jersey DEP MAO007 NELAP 06/30/2021
FL Florida Department of Health E871027 NELAP 06/30/2021
VT Vermont Department of Health Lead Laboratory LL720741 07/30/2021
ME State of Maine MA00100 06/9/2021
VA Commonwealth of Virginia 460217 12/14/2021
NH-P New Hampshire Environmental Lab 2557 NELAP 09/6/2021
VT-DW Vermont Department of Health Drinking Water VT-255716 06/12/2021
NC-DW North Carolina Department of Health 25703 07/31/2021
PA Commonwealth of Pennsylvania DEP 68-05812 06/30/2021
MI Dept. of Env, Great Lakes, and Energy 9100 09/6/2021
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TRACK ANOTHER SHIPMENT

806832458828
ADD NICKNAME

Delivered

Thursday, March 25, 2027 at 10:13 am

FROM
kemron
guy smith

1359 a elisworth ;nd blvd
Atlanta, GAUS 30318

404-414-6357
Travel History

TIME ZONE

Local Scan Time
Thursday, March 25, 2021

1313 AM EAST LONGMEADOW, MA
814 AM WINDSOR LOCKS, CT
8:05 AM WINDSOR LOCKS, CT
6:41 AM EAST GRANRBY, CT
4:00 AM NEWARK, NJ
Wednesday, March 24, 2021

1137 PM NEWARK, NJ
737 PM WATERTOWN, NY

11:48 AM

@ &

DELIVERED
Signed for by: RPIETRAS

GET STATUS UPDATES

OBTAIN PROCGF OF BELIVERY

TO
CONTEST ANALYTICAL
CONTEST ANALYTICAL

39 SPRUCE ST
BLDG 1
EAST LONGMEADOW, MA US 01028
413-525-2332

Delivered

On FedEx vehicle for delivery
At local FedEx facility

At destination sort facility

Departed FedEx location

Arrived at FedEx location
t.eft FedEx origin facility

Shipment information sent 1o FedEx

Table of Contents

w B O

| Page81ofgq |




Table of Contents

| Have Not Confirmed Sample Container
Numbers With Lab Staff Before Relinquishing
Over Samples

ANALYTICAL LABORATORY

I 'D'Oc# 277 Rev 5 2017

Login Sample Receipt Checklist - {Rejection Crlterla Listing - Using Acceptance Policy) Any False

Statement will be brought to the attention of the Client - State True or False

Client
Received By ol Date Zlasizy Time ot
How were tlhe samples in Cooler T No Cooler Onlce [ No ice
received? Direct from Sampling Ambient Melted Ice
Were samples within ByGun# __ 2 Actual Temp - 5.1
Temperature? 2-6°C T By Blank # Actual Temp -

Was Custody Seal Intact? WA Were Samples Tampered with? SLY
Was COC Relinquished ? ~t- Does Chain Agree With Samples? T

Are there broken/leaking/loose caps on any samples? -

Is COC in ink/ Legible? ¢ Were samples received within holding time? {

Did COC include all Client &7 & Analysis v Sampler Name T
pertinent Information? Project g iD's Il Collection Dates/Times
Are Sample labels filled out and legible? ——
Are there Lab to Filters? C Who was notified?
Are there Rushes? - Who was notified?
Are there Short Holds? Y Who was notified? (e
Is there enough Volume? e
Is there Headspace where applicable? NA MS/MSD? i ~
Proper Media/Containers Used? - Is splitting samples required? -
Were trip blanks received? 1= OnCOC? §
Do all samples have the proper pH? 7 Acid Base

Unp- 1 Liter Amb. 1 Liter Plastic 16 oz Amb.

HCL- 500 mL Amb. 500 mL Plastic 8oz Clear o
Meoh- 250 ml. Amb. 250 mL Plastic 4oz EmbiClear i
Bisulfate- Flashpoint Col./Bacteria 20z Amb/Clear

DI- Other Glass Other Plastic Encore

Thiosulfate- SOC Kit Plastic Bag Frozen:

Sulfuric- Perchlorate Ziplock

p 1 Liter . 1 Liter Plastic 16 0z Amb.
HCL- 500 mL Amb. 500 mL Plastic 80z Amb/Clear
Meoh- 250 mL Amb. 250 mL Plastic 40z Amb/Clear
Bisulfate- Col./Bacteria Flashpoint 20z Amb/Clear
DI- Other Plastic Other Glass Encore
Thiosulfate- S0C Kit Plastic Bag Frozen:

Suifuric- Perchlorate Ziplock
Comments:
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Meghan Kelley
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From:
Sent:
To:

Cc:
Subject:

TAL Metals
Reactivity

Corrosivity
Ignitability

Yes, please add Nickel.

Janelle Kite <janelle.kite@kemron.com> on behalf of Janelle Kite

Thursday, March 25, 2021 3:15 PM

Meghan Kelley

Rebecca Faust

Re: IFB SF2203-005 Lab Services at Deferiet Paper Mill

My apologies, seems like they did some abbreviating.

Thx,
Janelle

Sent from my iPhone

Janelle Kite | CHMM | T&D Coordinator |
KEMRON Environmental Services, Inc.
An Employee Owned Company

1359-A Ellsworth Industrial Blvd. | Atlanta, GA | 30318 |

O: | |

M: 404-808-3769 | F: 404-636-7162 |
| janelle.kite@kemron.com | Like us on Facebook |

...protecting our environmental future.

On Mar 25, 2021, at 3:10 PM, Meghan Kelley <mkelley@contestlabs.com> wrote:

External Email!

Okay, can you please clarify what M/RCL + mean? And for TCLP metals, we typically report TCLP RCRA-8
(we can add Ni) will that be okay?

From: Janelle Kite [mailto:janelle.kite@kemron.com]

Sent: Thursday, March 25, 2021 1:30 PM

To: Meghan Kelley <mkelley@contestlabs.com>

Subject: Re: IFB SF2203-005 Lab Services at Deferiet Paper Mill
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Please run what is listed on the COC only.

Thx,
Janelle

Sent from my iPhone

Janelle Kite | CHMM | T&D Coordinator |

KEMRON Environmental Services, Inc.

An Employee Owned Company

1359-A Ellsworth Industrial Blvd. | Atlanta, GA | 30318 |
o: | |

M: 404-808-3769 | F: 404-636-7162 |

| janelle.kite@kemron.com | Like us on Facebook |
...protecting our environmental future.

On Mar 25, 2021, at 1:27 PM, Meghan Kelley <mkelley@contestlabs.com> wrote:

External Email!
Hi Janelle,

We received the COC today, are we running all the analysis originally listed? The COC
indicates only a select list of parameters.

-Meghan

<SKM _454e21032512390 (003).pdf>
Know Safety, No Accidents

The information contained in this email may be confidential and/or legally privileged. It has been sent for the sole use of the
intended recipient(s). If the reader of this message is not an intended recipient, you are hereby notified that any unauthorized
review, use, disclosure, dissemination, distribution, or copying of this communication, or any of its contents, is strictly prohibited.
If you have received this communication in error, please reply to the sender and destroy all copies of the message. To contact us
directly, send to postmaster@kemron.com. Thank you.
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